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INTRODUCTION

Historically, atomic absorption spectrometry (AAS) was
developed as an inherently single element technique. A single
element technique is one that is capable of measuring a signal
related to concentration for only one element at a time. Despite
this limitation to the rate of measurements, conventional AAS has
been a principal technique for geochemical analysis of samples in
solution. Conventional AAS has the capacity to determine more
than 40 elements sequentially, generally without requiring prior
chemical separation of the analyte from the bulk matrix, or other
element-specific pretreatments of the sample solution. Until the
introduction of the inductively coupled plasma atomic emission
spectrometric (ICP-AES) technique in the 1970s, which permits
simultaneous determination of many elements, AAS was the only
technique for solution analysis having such an extensive
capacity.

In the 1980s, the inductively coupled plasma was used as an
ion source for mass spectrometry (MS) to produce another
technique for solution analysis, ICP-MS, which also has the
distinct advantage over conventional AAS of being a simultaneous
multielement method. For AAS to remain a principal method for
routine geochemical analysis in the future, it must be adapted
for the simultaneous measurement of several elements.

The single element nature of conventional atomic absorption
spectrometry results from the use of the hollow cathode lamp
(HCL) as the light source. The lamp emits intense light
exclusively at the emission wavelengths of the element used for
making the cathode, hence the alternate name line source atomic
absorption (AAL) for the conventional method.

While no commercial multielement AAS instruments were
available as of 1986, the interest in modifying the method for
multielement analysis is almost as old as AAS itself. A number of
prototype multielement instruments have been described in the
literature, using a number of approaches to the development of
the required multielement light source.

Individual hollow cathode lamps (HCLs) are generally made
for a single element. While some multielement HCLs are available,
both the number of elements and the specific elements which can
be successfully combined in a single cathode severely limit this
approach by limiting the number of elements in comparison to AAL
which might be determined by the multielement technique (Butler
and Strasheim, 1965; Felkel and Pardue, 1977; Horlick and
Codding, 1975; Lundberg and Johansson, 1976; Pickford and Rossi,
1973). Emission intensity for the multielement HCL is also a
limitation.



Multiplexing arrangements in which the outputs of several
single- or multiple-element HCLs have been largely unsatisfactory
(Alder and others, 1978; Aldous and others, 1975; Chuang and
others, 1978; Mavondineanu and Hughes, 1968; Salin and Ingle,
1978; Samuel and West, 1978). The complex optical arrangements
required to combine the several beams generally result in light
losses which reduce light throughput to unacceptably low levels.
Additionally spatial considerations preclude combining more than
six HCL beams, limiting the multi-element aspect of the approach.

The continuum source lamp by itself is also unsatisfactory
for a number of reasons, including the requirement for a higher
resolution monochromator than is typically used for AAL, and
insufficient radiation throughput at UV wavelengths over the
narrow wavelength range resulting from high resolution to give
acceptable signal-to-noise ratios (Keliher and Wohlers, 1974).
Historically AAS employed the continuum from a deuterium arc lamp
for background correction (Koirtyohann and Pickett, 1965), but
this lamp is not used as the primary light source. The most
extensively developed of the several multielement prototype
instruments, SIMAAC, uses a continuum source lamp in conjunction
with an echelle grating polychromator modified for wavelength
modulation (Harnly and O'Haver, 1977; Harnly and others, 1979).

This approach to multielement AAS, developed jointly by the
University of Maryland and the US Department of Agriculture, was
an outgrowth of the continuum source wavelength modulated atomic
absorption (CWMAA) method for single element measurement (Keliher
and Wohlers, 1974; Keliher, 1976; Zander and others, 1976;
Messman and others, 1983). It has been the subject of two recent
review articles (Harnly, 1986; O'Haver and Messman, 1986), and
has been used extensively in the analysis of biological,
agricultural, environmental, and geochemical samples (Harnly and
others, 1982; Harnly and others, 1984; Harnly and Kane, 1984;
Kane and Harnly, 1982; Lewis and others, 1984, 1985).

Recently a similar SIMAAC instrument has been developed
within the Branch of Geochemistry at the US Geological Survey.
This report outlines the principles of continuum source
wavelength-modulated atomic absorption spectrometry and describes
the system hardware. A description of the system control and data
acquisition software also appears in this report. Future reports
Wwill describe the software for reducing absorbances to
concentrations and for providing reports of absorbance or
concentration data and will offer a procedures manual for
routine operation of the instrument. Evaluation of the accuracy
and precision of concentrations determined by SIMAAC methods also
will be published separately.



PRINCIPLES OF CONTINUUM SOURCE WAVELENGTH MODULATED ATOMIC
ABSORPTION SPECTROMETRY

The key components of SIMAAC (Simultaneous Multielement
Atomic Absorption with a Continuum Source) are a 300 W xenon arc
lamp, an echelle polychromator, a quartz refractor plate
wavelength modulator, and a dedicated computer (Harnly and
O'Haver, 1977; Harnly and others, 1979). All of the major
components are available commercially and are used with little or
no modification. Only the electronics for the amplification of
the 20 spectrometer photomultiplier tube (PMT) signals prior to
digitizing them had to be built in-house. None of these
components could be substituted singly for its counterpart in a
conventional AAL system to produce a successful multielement
instrument. The success of SIMAAC results from the unique
combination of all of these components in a way that removes the
limitations imposed by simple substitution of any individual
component for its counterpart in a conventional AAS instrument.

The primary light source is a 300 W xenon arc lamp (Cochran
and Hieftje, 1977; O'Haver and others, 1978) which provides
approximately collimated light over the entire spectral range
useful for atomic absorption measurements. The arc, however, is
more intense at wavelengths above 270 nm, and exhibits an
instability that causes considerable flicker noise. Direct
substitution of the xenon arc lamp for the HCL by itself,
therefore, would cause severe deterioration of the detection
limit achievable with AAL.

The broad band emission of the xenon arc lamp is also a
problem when it is directly substituted for the HCL in an
otherwise unchanged AAS instrument. Atomic absorption
spectrometers are typically medium resolution instruments whose
spectral bandpasses are several orders of magnitude wider than
the approximately monochromatic HCL emission lines. The
absorption of this monochromatic light by a sample solution
aspirated into the flame follows Beer's Law over approximately
two orders of magnitude of concentration above the detection
limit. Deviations from Beer's Law at lower concentrations can
result from faulty instrumentation, or from hyperfine line
structure, resonance line broadening, and the ratio of the
absorbtion and emission 1line widths (Rubeska and Svoboda, 1965).

The spectral profile for absorption by any element exceeds
the width of the HCL emission line at low concentrations, and
broadens considerably more with increasing concentration.
Absorption of light from the xenon arc lamp will occur over the
entire absorption profile width. The resulting lack of
monochromaticity in the absorption region leads to significant
deviation from Beer's Law, resulting in unacceptable calibration
curvature and degradation of characteristic concentrations in
comparison to AAL.



Measurement in continuum source AAS can be made essentially
monochromatic by using a high resolution spectrometer. Echelle
spectrometers provide the required high resolution. Additionally,
an order-sorting prism used in conjunction with an echelle
grating provides a polychromator with up to 20 exit slits, each
having its own dedicated detector (Keliher, 1976; Keliher and
Wohlers, 1976). Thus, an echelle spectrometer begins to meet the
requirements for a successful multielement AAS system,

The emission from a xenon arc lamp has already been noted to
be weak below 270nm. Also, light throughput by the echelle
configuration is low compared to that of conventional AAS because
high resolution requires the use of narrower entrance slits.
These facts, coupled with the high flicker component of the xenon
arc emission, still result in an unsatisfactory signal-to-noise
ratio for AA measurements.

Modification of the echelle spectrometer for wavelength
modulation at a frequency, f, which exceeds the 50Hz frequency of
the lamp flicker, remedies the problem (Snelleman, 1968). It also
provides for intrinsic background correction (Harnly and O'Haver,
1977), and by taking advantage of the absorption of light over
the entire width of the absorption profile, an extension of the
calibration range from one and a half to two orders of magnhitude
(typical of conventional AAS) to about 6 orders of magnitude
becomes possible (Harnly and O'Haver, 1981).

The modification to enable wavelength modulation is readily
accomplished by mounting a 3mm- or 6mm-thick quartz refractor
plate on a galvanometer Jjust behind the entrance slit. A
computer-generated signal input through the scanner controller
drives the galvanometer. The specific waveform used and the
modulation frequency are under software control.

Computation of absorbance (A) is made using equation (1)
(1 A = -log (I,/I)

where I, and I are the source lamp intensities prior to and
after absorption, respectively. In conventional AAL, I, and I
are measured along different light paths, one of which does not
pass through the absorption cell (double-beam instruments), or at
different times (single-beam instruments), as shown in Figures 1a
and 1b. The measurement is not intrinsically background
corrected. The original approach to such correction (Koirtyohann
and Pickett, 1965) alternately measures absorbance of a spectral
line emitted by an HCL and absorbance of the output from a
continuum source. The background-corrected absorbance then is the
difference between the total (HCL) and background only
(continuum) absorbances. Accuracy of this correction requires
exact superposition of the HCL and background lamp beams and
equal intensities of the two.



Figure 1 Optical Scheme for AAL Measurement of Io and I
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With wavelength modulation, the reference/background
absorption measurement, I,, and the sample absorption measurement
I are made almost simultaneously at slightly different
wavelengths along the same light path (Figure 2). And unlike
double-beam AAL, both are measured in the absorption cell. The
actual time lapse between measurement of Io and I will never
exceed 1/f, and depends on the specific positions within the
modulation interval at which the two intensities are measured. A
detailed discussion appears in the later section on software. At
this point note that 1 in SIMAAC is measured off the absorption
line center, and that background correction is intrinsic to this
method. This is also true of Zeeman and Smith-Hieftje approaches
to background correction (Hadeishi and McLaughlin, 1976; Brown,
1977; Smith and Hieftje, 1983; Sotera and Kahn, 1982).

Furthermore, any number of off-line measurements of I, in
addition to the measurement directly on-line, can be made within
the modulation interval. Thus, computation of a series of
background-corrected absorbances, defined by equation (1a),
having successively decreasing sensitivities is possible (Harnly
and O'Haver, 1981), where I, is measured at increasing distances
from the profile center.

(1a) A, = - log (I,/1,)

While the calibration range for AAL can be extended by
burner rotation or by use of alternative measurement wavelengths,
either approach requires repetition of the measurement at the
newly defined experimental conditions. The extension of the
SIMAAC calibration range is inherent in the modulation process,
and occurs for all elements under software control, in a manner
to be discussed later in the software section of this report.

Calculation of the series of absorbances given by equation
(1a) for each of several standard solutions leads to a family of
calibration curves, as shown in Figure 3. No one curve covers a
larger concentration range than is observed in AAL, but because
each 1is displaced relative to the preceding one along the
concentration axis, the range is extended by using successive
curves as the concentration increases. Also none of the curves is
linear over its full calibration range, but the application of a
variety of curve-fitting approaches provides concentration data
beyond the linear ranges of these calibration curves (Miller-Ihli
and others, 1984a). For all but the least concentrated samples,
concentrations will typically be extrapolated from more than one
curve, because the ranges for these curves overlap.

The shape of these calibration curves is determined by two
factors. First, some curvature is expected due to the non-
monochromaticity of the absorbed light. This curvature results
from the use of a continuum source , and from the measurement of
intensities at more than one refractor plate position in
establishing the I, values used in the absorbance calculations.
The degree of non-monochromaticity is determined by the entrance
slit used for the echelle spectrometer, and by the width of the
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modulation interval. Narrowing the entrance slit or modulation
interval reduces the spectral bandpass for the echelle
spectrometer, and increases the between-point wavelength
resolution (or monochromaticity of each measured intensity)
across the interval.

The absorbance limit of linear dynamic range is determined
by the ratio of the width of the spectral bandpass of the
spectrometer to the width of the absorption profile. Since this
ratio changes with increasing concentration as the profile
broadens, the absorbance at which curvature is first noted
decreases from curve 1 to curve 6.

Far stray light is common to most spectrometers, and is most
significant in the far UV; it can cause a decrease in the linear
range. This effect can be greatly reduced by using solar blind
PMTs for analytical wavelengths below 230nm. An additional source
of stray light from order overlap is specific to the echelle
spectrometer. It arises from incomplete separation of orders by
the prism, is insignificant below 450nm unless slit heights
greater than 300 [lm are used, and increases with wavelength. Its
severity is compounded for SIMAAC because source intensity also
increases with wavelength, However, none of the analytical
wavelengths used on the USGS instrument at present exceed 450mm,
and thus order-overlap stray light may be ignored.

It should also be noted that the absorbances calculated
according to equation 1a for the blank are frequently negative,
because the blank absorbance profile bows downward at the
modulation interval extremes. This results from two factors.
First, incident light lost by reflection off the refractor plate
is greater at the large angle of rotation at the end point than
at the midpoint of the rotation interval. Additionally6
modulation occurs in a horizontal plane, while orders have a 9
slope to the horizontal plane (Harnly and O'Haver, 1981).

HARDWARE

The hardware components that make up the SIMAAC system are
described in Table I, and a block diagram of the instrument
appears in Figure 4. The discussion which follows focuses on
interfacing the several components properly to build a functional
multielement atomic absorption instrument.

The Spectraspan III echelle grating spectrometer is
manufactured as part of a DC plasma emission system, which
consists of a DC plasma excitation source and a microprocessor
system including a control panel, in addition to the spectrometer
(Spectrametrics, Inc.). For use as a component of SIMAAC, the
Spectraspan III spectrometer alone is used. Its baseplate is
modified by removal of a section in front of the PMT housing and
to the right of the entrance slit to provide space for mounting
the atomic absorption atomizer (flame or graphite furnace) in
front to the entrance slit. Both a flame and a graphite furnace
atomizer are desirable as interchangeable absorption cells that
can be mounted on the optical rail. Power supplies are needed to
provide 30V to the step-up transformer for the PMT tubes and 5V
to the instrument panel LEDs, which is otherwise provided by the



Figure 4 Block Diagram of SIMAAC Hardware
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microprocessor-instrument control panel. The required connections
are shown in Figure 5a, as viewed from the solder side of the
bulkhead connector located at the back of the spectrometer
baseplate. The galvanometer required for the wavelength
modulation is not the one used for the optional background
correction module of the Spectraspan III. Rather, it is a
replacement that allows external control of the modulation
waveform. Neither the galvanometer mounted in our spectrometer,
nor the controller used to drive it, are available any 1longer
from the manufacturer. Newer models are available which function
identically, but which combine in a single 15-pin connector the
2-pin power and 5-pin position connections of the older models.

The 3mm-thick quartz refractor plate is mounted on a
fitting which slips over the shaft of the galvanometer, and is
held in position with a set screw. With the galvanometer in
position on the internal baseplate of the spectrometer, the
refractor plate should be exactly parallel to the plane of the
entrance slit. This assures that the rest position is at the
center of the waveform, and corresponds to 0° rotation of the
plate.

For initial testing of wavelength modulation and for field
alignment of the exit slits, a function generator was used to
input a sine wave to the galvanometer through the scanner
controller. Although the sine wave 1s adequate for these
purposes, of the three waveforms evaluated for SIMAAC measurement
of absorbance (Harnly, 1982), it produces the least sensitive
absorbance signal, and is therefore not used for measurement
purposes.

For the absorption measurements, a bi-Gaussian or other
appropriate waveform (Harnly, 1982; Miller-Ihli and others,
1984b) is generated under software control. The waveform voltages
are generated as AA11-K digital-to-analog converter (DAC) board
(Digital Equipment Corp., 1976b) outputs and are used as external
input to the scanner controller. Connections are made through an
H232 distribution panel and BCO8R cable. Terminal and pin
assignments are shown in Table IIa. Maximum external input range
to the scanner controller is t 2.5V, producing +25° rotation of
the refractor plate. (Harnly and O'Haver, 1981; Miller-Ihli and
others, 1982). The attenuator control allows adjustment for a
smaller angle of rotation of the plate. The rotation angle
determines the width of the modulation interval in nanometers, as
given by equation (2).

(2) AN = (d1/dx)T ¢ (n-1/n)

where AA represents the modulation interval,
dl/dx represents the reciprocal linear dispersion in nm/mm
for the order of the wavelength of interest

T is the thickness of the refractor plate (3mm)
¢ is the angle of rotation in radians of the plate
and n is the refractive index of quartz.



Figure 5a Schematic of Power Supply Connections to
Bulkhead Connector
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Table Ila
Pin and Terminal Assignments for DAC Connections

Terminal Strip Pin Connection

J1 J 0 HQ ground to scanner
K DA 0 out to scanner
R 2 HQ ground to recorder
W DA 2 out to recorder
(optional)
Table IIb

Pin and Terminal Assignments for ADC Connections

Terminal Strip Pin Connection

J9 vV ADC channel 0¥
TT ADC channel 1
KK HQ ground
RR ADC channel 2
NN ADC channel 3
J8 LL ADC channel 4
Jd ADC channel 5
EE HQ ground
FF ADC channel 6
DD ADC channel 7
J7 BB ADC channel 10
YA ADC channel 11
AA HQ ground
ADC channel 12
ADC channel 13
Jé ADC channel 14
15

HQ ground
ADC channel 16

X
\'f
T
R ADC channel
W
N
L ADC channel 17

* Channels for programming purposes are numbered in octal,

beginning with 0. That numbering is used in this table, and in
appendix 1la, but not in most of the discussion, where channels
are numbered 1-16, decimally.

The H322 panel decal which identifies positions on the terminal
strip follows the Table as Figure 5b.



Figure 5b H322 Terminal Strip Connections
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This modulation interval will vary from element to element,
depending on the order in which the analyte wavelength falls. The
echelle polychromator uses a small wavelength segment from each
of the orders 28 to 128. The reciprocal linear dispersion is
different for each order, being highest for the order used for
the lowest wavelength. The timing for generation of the voltage
waveform and for data acquisition is controlled by the KW11-K
programmable clock (Digital Equipment Corp., 1976c). The DR11-K
input-output board (Digital Equipment Corp., 1975) generates an
interrupt to trigger the onset of modulation and data collection
at the start of sample atomization with a transition from 5 to 0OV
at the external input position. This transition occurs for flame
atomization when a foot peddle switch is activated by the
analyst. The 5V is supplied to the foot-peddle circuit by a
parallel connection to the same 5V supply powering the
spectrometer LEDs. For furnace atomization, the HGA-controller
"record signal" generates the interrupt to begin modulation and
data collection. The connections are made directly to the
external input 4 of the board through the BCO8R cable at position
J1. The foot pedal and furnace record signals are connected at
cable pins NN and RR and earth ground is connected to pins SS
and UU.

For alignment of the exit slits, a one-time operation at the
time of spectrometer installation, the PMT signals are displayed
directly on an oscilloscope. Processing the signals for the
absorbance calculations requires preamplification and
digitization. For this, preamplifier circuits designed by J.
Harnly for the USDA instrument (Harnly and O'Haver, 1977) and
later modified to eliminate cross talk between adjacent channels
(Miller-Ihli and others, 1982) were built in the USGS electronics
shop by D. Dotson. Figure 6a gives the circuit diagram of one of
these preamplifiers. Two circuits are built on a single plug-in
circuit board; ten boards are required for the SIMAAC system.
Connections between these circuits and the individual channels of
the computer AD11-K ADC are made through the H232 distribution
panel with a standard BCO8R cable. Terminal assignments for this
distribution panel and corresponding pin assignments for the
cable are given in Table IIb.

For the USGS SIMAAC instrument, the circuit boards for pre-
amplification of the 20 PMT outputs are mounted in a switch box
(Figure 6b) which permits selection of any two outputs for
monitoring on an oscilloscope at the same time that they are
being acquired by the ADC. Switching on the box also permits
examination of the unamplified PMT input to each of the circuits.
The gain of each circuit is variable through a ten-turn
potentiometer on the switch box, while the dynode gain of the PMT
is increased or decreased by varying the voltage to the PMT using
a 10-step thumbwheel switch located on the PMT housing. For
optimum signal-to-noise ratio in the absorbance measurement, the
lowest PMT voltage is used which will provide an input adjustable
with the circuit gain to the full 10V range of the ADC. Since the
spectrometer has 20 exit slits, but the ADC has only 16 channels,
another set of switches allows easy selection, for the four pairs
of exit slits, as to which in each pair will be processed by the
ADC.

10
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Figure 6b Switch Box Diagram (D. Dotson)

' 27
H e wreanac took gAY ¢

' ! B e
ol ouTPurT of PmT TvBE RrmPl
1N’UTP AN 3 g pasy g C‘””eﬂre‘
£rom PMT [
Tufe |
i swirch rores 192
PRAALLED M RARPw/RRO
-15y
N
Coma¥ 13TSTA9S
"[ame .
1
SW;_"“\ ,,ée
fore 8 i
Fote 4 SwiTeh )
Switch 4
60— l 8
8
: ganc ourfuT
o MfT 1 .
Chwaneo

Dual 2 stage current amplifier with DC offset and external gain
2 sets of parallel switches for viewing and adjustment outputs to
A to O converter board in deck computer.

10b



The wavelengths isolated by the multielement exit slit
casette are listed, along with their modulation intervals, in
Table III. Figures Ta and 7Tb show the placement of slits on the
casette, and in the PMT honeycomb array. In many geochemical
applications, only 6 of the potential analytes (Cu, Co, Mn, Ni,
Pb, Zn) will generally be detectable using flame atomization, and
in the analysis for the platinum-group elements (PGE) by fire
assay, only 5 of the potential 20 elements will be present in a
sample solution. Based on these considerations, the switch
pairing, which is also listed in Table III, was chosen such that
neither two flame-detectable elements nor two PGE elements would
constitute a pair. Such pairing would make measurement of the two
mutually exclusive.

The xenon arc lamp and the selected atomizer are located on
the optical rail and positioned for optimum transmitted light.
The lamp intensity was previously noted to be a function of
wavelength, and to be lowest in the UV region below 270nm.
Additionally, neither the lamp output beam nor the flicker
component of the beam are spatially homogeneous with respect to
wavelength (Cochran and Hieftje, 1977; O'Haver and others, 1978).
The optimum lamp position, thus, differs from one element to
another, and should be chosen to minimize the degradation of
sensitivity in comparison to single-element AAS. The degradation
results from multielement compromise measurement conditions or
from minor misalignments of the elements with respect to one
another on the multielement casette.

Mounted externally on the spectrometer baseplate is a lens
which focuses the image of the midpoint of the atomization volume
onto the spectrometer entrance slit. Also, a lens is required to
focus the Xenon arc output on the midpoint of the atomization
volume. A 50.8mm diameter calcium fluoride lens with a 200mm
focal length is used for this purpose.

The atomizers used are a Perkin-Elmer premix burner assembly
and gas control unit for a Perkin Elmer model 603 spectrometer,
and a Perkin Elmer model 400 heated graphite atomizer (HGAA),
which mount interchangeably on the optical rail. Any similar
atomizer can be substituted.

SOFTWARE

Software developed for the SIMAAC instrument consists of
programs written for instrumental control, data acquisition, and
data processing functions. In broad overview, the control
functions involve sending the modulation-waveform voltages to the
scanner controller under timer control while simultaneously
collecting intensity data from each of the photomultiplier tubes,
and storing that data on disc for subsequent reduction. The
primary data processing functions involve first time-averaging or
integrating the intensity data collected over the modulation
interval, depending on whether flame atomization or furnace
atomization was used, and then transforming that intensity data
into absorbances. Additionally, the absorbances can be curve-fit
to produce concentration data, plotted to provide absorbance
profiles, or reported in a number of other ways.
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Figure 7a S1it Positioning on Multielement Exit S1it Cassette
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Figure 7b

PMT Positions in Honeycomb Array

1 = Single channel or Pd
2=1In 7 =Be 12 =25n
3=Te 8=C 13=~Cu
4=Cd 9=M0 4=V

5=Sb 10=Au 15 =Mn
6 =Bi 11 =Pt 16 = Ag
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Element

Pd
Zn
Te
Cd
Sb
Bi
Be
Co
Mo
Au
Pt
Sn
Cu

'
Mn
Ag
Pb
Cr
Ni
Rh

* Spectral bandpass is given for 25 [lm entrance slit width.

Wavelength

in nm

244,91
213.86
214.28
228.80
217.58
223.06
234.86
240.73
313.26
242.79
265.95
286.33
324.75
318.54
279.48
328.07
283.31
425.54
352.45
343.49

Table III

Modulation

Iyterval
in nm
0.067
0.058
0.058
0.062
0.059
0.060
0.064
0.066
0.086
0.067
0.73
0.078
0.090
0.088
0.076
0.090
0.078
0.115
0.097
0.096

12

Spectral

Bgndpass
in nm
0.0019
0.0016
0.0016
0.0017
0.0016
0.00165
0.00175
0.0018
0.0023
0.00185
0.0020
0.00215
0.00245
0.0024
0.0021
0.0025
0.00215
0.0034
0.00265
0.00265
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The individual functions for instrument control and data
acquisition are the following, listed in order of execution:

1) initiation of modulation and data acquisition on
receipt of an interrupt by the DR11-K I/0 board,

2) timer control of the modulation waveform and data
acquisition by the KW11-K real time clock,

3) actual waveform voltage output to the scanner controller
from the AA11-K digital to analog converter (DAC),

4) rapid sequential sampling of the photomultiplier tube
outputs from the multiplexed 16 channel AD11-K analog to
digital converter (ADC),

5) real time storage of up to 14,000 words per second of
data acquired continuously for 10 seconds per sample on
RLO1 disc.

The primary data manipulation task, reduction of the raw
data to as many as 6 computed absorbances per active channel, is
also performed in real time, between samples, by the instrument
control and data acquisition program. The program, in two
slightly different versions for flame and furnace atomization, is
written in FORTRAN, although only the experimental setup and
final computation of absorbances are coded in that language. The
heart of the control and data acquisition functions are coded in
MACRO to provide the needed execution speed for modulation at
56Hz and data acquisition and storage without loss of any data.

The discussion which follows examines in detail each of the
control functions. 1Initially, each control function was
programmed and tested independently of all others, in an order
quite different from the final execution sequence. Only after
each function was found to be independently operational, were the
MACROs linked and converted to a subroutine that can be called by
the FORTRAN main program.

The first function tested was the analog-to-digital
conversion of the PMT tube output. The AD11-K board (Digital
Equipment Corporation, 1976a) can provide any of three ranges of
output, depending on user installation of jumper Wi4. SIMAAC uses
the 0-10.24V output range for optimal resolution of small
intensity changes. Voltages can be input directly from a 10V
variable power supply to individual terminals of the distribution
panel, and conversions started by depositing the appropriate
start bit for the channel in the status register for the board
from the computer front panel. Examination of the status register
should then show the stop bit , and examination of the buffer
register will show the converted value representing the input
voltage. Full scale conversion of 10 V results in a digital value
of 7777 (octal) for the 12-bit converter. The PMT output gains
must be set so that the light throughput in the absence of
absorbing sample never exceed this full scale output value, so
that small baseline absorbances can indeed be measured. It is
advantageous, however, to use as much as possible of the full 10

range of the ADC to minimize quantitation noise in the
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measurement of changing intensities. Order misalignment between
elements on the multiple-element exit slit casette can cause some
reduction in useable range. Details of output gain optimization
will be given in the procedures manual for routine operation of
the instrument.

The program ADTEST samples all 16 channels repetitively,
performing a conversion on each in sequence, buffering the
conversions in memory and outputting the data to the CRT. Using
voltages applied to only some of the channel terminals, and
knowing expected octal ocutputs for given voltage inputs, one can
verify that each channel is functioning properly. The program
listing and typical input-output listings are given in Appendix
la, along with a flow diagram of the program logic and a table of
the start and stop bits for each channel.

Next to be programmed was a simple test of the AA11-K board
(Digital Equipment Corporation, 1976b). The program AATEST
repeatedly output a series of voltages, one after another, to the
scanner controller. Rather than driving the galvanometer with the
controller output for this test, the voltages were observed on an
oscilloscope. This procedure allowed verification of the board
function and setting of the scanner controller offset and
attenuation so that the full X 5V output range of the board could
be used for maximum positional accuracy without exceeding the
maximum X 2.6V range of the galvanometer input. In the first
version of the program, the series of voltages simply ranged from
-5V to +5V in steps of approximately O0.5V. This version of the
program and accompanying logic diagram is given in Appendix 1b.
Later the 40 voltages of the bi-Gaussian waveform used for the
SIMAAC instrument at USDA were used (Miller-Ihli and Harnly,
1983), and the entire voltage table was cycled through 100-200
times.

When using this program, output of the scanner controller
could be examined onh the oscilloscope to verify the shape of the
waveform (Figure 8a). Alternatively, the scanner output was used
to drive the galvanometer and the x axis of an x-y oscilloscope.
At the same time, a sample solution was aspirated. The output
from one of the PMTs (or ADC channels) was input to the y axis of
the scope to observe the absorbance profile for the sample
solution (Figure 8b). A third option used output voltages from
the scanner controller as input to one channel of the ADC. For
this, the controller offset had to be adjusted to shift the 5V
DAC output into the ADC 0~10V range. Positional inaccuracy for
the modulation waveform was found to be no more than 2 ADC
conversion units. Recall that 7777 units (octal) corresponds to
the modulation interval (Table III) which varies from 0.058nm for
Zn to 0.115mm for Cr, and that the spectral bandpass for each
line is considerably smaller. The positional error in waveform
generation is at worst 0.00015nm or less than 10% of the spectral
bandpass.
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Finally an edit reduced the voltage table in the program
from 40 to 32 voltages. This was done because the bi-Gaussian
waveform used on the USDA instrument has 40 voltages per cycle,
while that for the USGS system uses only 32 voltages. The two
approaches produce very similar results in terms of analytical
sensitivity and signal-to-noise ratio for the several elements
being determined. The difference in approach results from using
different disc drives on the ¢two computer systems, which
necessitated different approaches to programming the system I/0.

The program CLKTST verified the function of the KW11-K real
time clock (Digital Equipment Corporation, 1976c) which controls
timing of the voltage outputs to provide for modulation at the
desired frequency. The program listing is in Appendix 1lc.

Modulation frequency must exceed the 50Hz frequency of the
Xenon arc flicker component (Cochran and Hieftje, 1977; Harnly
and O'Haver, 1981; O'Haver and others, 1978). For 56 Hz
modulation, the bi-Gaussian waveform used for the USGS system
requires that 896 voltages per second be output. This is achieved
with a clock-issued interrupt every 1116 [isec to initiate the
AA11-K output and simultaneous AD11-K conversions.

The clock is enabled (Digital Equipment Corporation 1976c)
by setting bit 00 in the clock status register, and the clock
count rate is set with bits 01-03 of the same register. The
clock, once enabled at a specified frequency, counts clock ticks
at that frequency from the initial count stored in the B counter
register to the point where overflow of that register occurs, and
then issues the interrupt. The register is 8 bits, and begins the
count from zero (not one), filling at 255, and overflowing at
256. The starting count of the B counter register in conjunction
with the clock rate, then, determines the modulation frequency.
As just noted, 56Hz modulation with 32 voltage outputs per cycle
requires an interrupt every 1116 isec, or after 112 clock ticks
at a clock counting rate of 100 KHz. The starting count in the B
counter register must therefore be 256-112=140 (or 220 octal).
The overflow, when it occurs, not only issues the interrupt, but
also resets all necessary registers so that the count-down can
begin again,

The first step in linking the several MACROS in the proper
execution sequence was to combine the two programs AATEST and
CLKTST in a program GAUS (Appendix 1d). Examination of the
MVTABL: segments in the listings for AATEST and GAUS will
identify the differences in voltage outputs for the USDA and USGS
systems. This program enables approximately three minutes of
continuous modulation under clock control without sampling of the
ADC channels or storage of data on disc. It is most useful prior
to the start of actual data collection for peaking the wavelength
and for assuring that intensities in the absence of sample
absorption are not saturating the 10V ADC upper limit for any of
the active analytical channels.
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Next, sampling of the ADC channels was added, using the
logic of ADTEST, but omitting output of the conversions to the
CRT. Such output occurs more slowly than the clock interrupts do,
causing failure to receive and process all of them. Instead, the
memory buffer for storage of the conversions was made as large as
possible, and the data was examined after execution of ¢the
program by using the monitor DUMP command.

After this program modification, both the clock and
conversion functions of the system were further tested by
inputting a slow (6Hz) triangular waveform set for the full 10V
output range of the ADC to one of the channels during program
execution. When the clock interrupts are exactly timed and the
conversions accurate, a dump of the memory buffer shows a very
smooth rise and fall of the input voltage, with a constant delta
voltage between ticks. Furthermore, holding the clock interrupt
rate constant while changing the input waveform frequency to 3 or
12Hz should cause a halving or doubling of the delta voltage
observed between ticks.

Then, a disc write of the memory buffer was added
(WRITE.MAC, Appendix 1e) following the ADC conversions, but
before the next clock tick, and the procedure of the preceding
paragraph was repeated. Comparison of the data stored in the
memory buffer with that written to disc assured that all
collected data could be written to disc without loss or error
before the next interrupt occurred. Editing to change the
starting count of the B counter register for 70 Hz modulation and
rerunning the test showed no change in ability of the disc write
function to keep up accurately with the rate of data collection.
No further variation in frequency of modulation to find the rate
at which data would be lost by the write function was considered
necessary.

Finally the DR11-K interrupt (Digital Equipment Corporation,
1975) (DR11.MAC, Appendix 1f) was inserted at the beginning of
the combined program to trigger execution of all other functions.
This resulted in a program, ACQGAU, which provided a one-time
sequential execution of all SIMAAC control and data acquisition
functions.

One-time execution of all control and data acquisition
functions, however, 1is insufficient for a working atomic
absorption system. It is also necessary that the acquired
intensities be converted to absorbances and the data acquisition-
manipulation be repeated for a series of standard and sample
solutions. Because the computation of absorbances from
intensities is quite slow in comparison to data acquisition, the
final computation is done only for "active" channels, despite
acquisition having been done for all 16 ADC channels. For each
experiment, then, the operator must identify the active channels,
and the total number of standards and samples to be measured,
through an interactive start-up dialog.



The FORTRAN programs FLAME and FURN combine this start-up
dialog with the individual control macros linked sequentially as
just discussed, but rewritten as a callable subroutine (ACQSUB),
and the FORTRAN subroutines which reduce the stored intensities
to absorbances. These program listings appear with abbreviated
flow diagrams in Appendix 2 (flame data acquisition) and Appendix
4 (furnace).

At this point a more detailed examination of the computation
of absorbances from the raw intensity data is necessary. Recall
that each voltage output to the galvanometer positions the
refractor plate at a specific wavelength within the modulation
interval of the analytical line, and that the transmitted
intensity for that wavelength is obtained for each pass over the
modulation interval. Intensities at the extremes of the
modulation interval are used to establish I, while those at the
line center determine I4 for the absorbance which most closely
approximates an AAL measurement for the given line. To obtain the
best possible signal-to-noise ratio for this measurement, the
refractor plate remains positioned at the line center for 12
clock ticks to establish I and makes 4 closely spaced
measurements at each extreme of the bidirectional pass across
the interval for I.. These sampling points are shown across the
wavelength axis in Figure 2. Note that, except at the line
center, the points differ for the forward and reverse direction
half-cycle sweeps. This is also evident in the voltage table
sections of the programs AATEST, AAGAUS, and ACQSUB which occur
at label MVTBL.

Since, for flame data acquisition, the absorbance profile is
a steady-state signal over the entire data collection period, the
raw intensities at each wavelength can appropriately be averaged
before proceeding to the calculation of absorbances. This reduces
greatly the computational time (20 sec vs 2+ min), since only six
absorbances per active channel rather than 6 per pass over the
modulation interval per active channel are then necessary.

While the averaging on the USDA system is done in FORTRAN,
for the USGS system it is done through a call to the MACRO
subroutine AVGSUB. The USGS system lacks floating point hardware
available on the USDA system, and is slower by roughly a factor
of ten at performing multiplication and division. This forced a
different approach to the computational scheme than that used for
the USDA SIMAAC instrument.

The USDA system uses 260 unidirectional passes over the
modulation interval, and ensemble averages them in groups of 10
before computing 26 sets of absorbances per channel per sample.
This approach allows definition of the standard deviation of the
absorbance signal for each of the 6 computations, for the very
short, within sample, data collection time period. This is shot-
noise limited, and reflects no effect from longer-term wavelength
and order drift which can affect echelle system measurements if
temperature changes occur over the course of analytical
measurements. These within-sample standard deviations were used
at USDA to determine the flame measurement detection limit for
each calibration curve and to weight the results from the several
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curves when concentrations were obtained for a sample from more
than one of them (Harnly and O'Haver, 1981; Harnly and others,
1982; Miller-Ihli and Harnly, 1983).

Without floating point hardware, the computation time per
sample becomes excessive when several absorbances based on group
averaged intensities must be calculated, rather than calculate a
single absorbance based on the grand average over the total data
acquisition time. Furthermore, the averaging in FORTRAN requires
more than 2 min/sample when floating point hardware is
unavailable. To do the averaging in MACRO (5 sec/sample) by
arithmetic shifts, the number of passes across the modulation
interval must be evenly divisible by 8; the USGS system is
therefore programmed for 512 unidirectional or 256 bidirectional
passes, approximately 9.5 sec of data collection.

Wavelength and order drift of the polychromator is an
unavoidable source of absorbance noise for the instrument, and it
can be greater in magnitude than the within-sample absorbance
noise. Therefore the flame detection limit as defined for the
USGS instrument is based on the between-sample absorbance noise
for multiple readings of the blank, rather than on within-sample
noise. This eliminates the need to compute within-sample
absorbance noise in the routine data collection program. The
total reduction in execution time per sample resulting from MACRO
averaging and elimination of multiple absorbance calculations
approaches 4 minutes. Without this time reduction, the execution
time per sample was so much greater than the 5-10 sec required by
AAL as to eliminate the advantage of using a multielement system.
Further, the very large per-sample timeframe made drift very much
more pronounced than it otherwise would be, introducing
unacceptable analytical error.

However, there is available on the USGS system a program,
FLMDAT (Appendix 3), which provides within-sample standard
deviations of absorbance. The program was run primarily to
establish that the between-sample deviation is indeed larger (by
a factor of 3-5) than the within-sample deviation, and that the
programming approach taken is therefore valid. FLMDAT is a
relatively simple modification of FLAME which uses the same MACRO
averaging subroutine, but which then computes absorbances from
intermediate group averages based on 32 bidirectional passes,
rather than from the grand average of the 256 passes, as FLAME
does,

The group averages are computed routinely in executing FLAME
not because the values Wwill be used in subsequent absorbance
calculations, but primarily as a means of avoiding overflow error
in the summation process for calculating the grand mean. Their
use 1in absorbance calculations is the essential aspect of the
modification of FLAME to FLMDAT. Execution time is about three
times that for FLAME, still excessive for routine use, but
considerably less than for the original approach which used
FORTRAN averaging. In both FLAME and FLMDAT, the averaging is
done as data acquisition is, for all channels, active or not. The
averages are written to disk, filling one block as grand averages
and eight blocks as group averages.
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The intensities are collected in the order of voltage
outputs (Figure 8a), beginning at approximately the middle of the
modulation interval, sweeping to one extreme, reversing direction
and sweeping to the other extreme, and finally reversing again
and sweeping to the midpoint of the interval. This pattern of
voltage output and data collection provides for smooth travel
from the rest position and minimizes distortion of the waveform
due to a lag in galvanometer response to the input voltage. For
absorbance calculations, however, it is preferable to reorder the
data so that each half cycle represents end point-to-end point
travel across the modulation interval.

Once the FORTRAN main program has sorted the average
intensities, it calls another subroutine CALSUB to perform the
calculations for the series of absorbances which were previously
defined in equation 1la.

The specific data points used for Io and In for each of
these absorbances are shown in Table IV. Note that all sets of
data points are symmetrically distributed about the profile
center. This provides for correction of sloping as well as
uniform background absorption. Note as well that neither I, nor
In are truly monochromatic for any calibration curve since both
are based on measurement at more than one refractor plate
position. A third observation about these calculations is that
other selections of points are possible, producing curves of
different sensitivities, and the number of curves is by no means
restricted to six. While the number of positions at which
intensity measurements across the modulation interval can be made
limits the ability to increase the number of curves above six,
redundancy exists between curves, allowing a reduction in their
number. With a change in the modulation waveform to one making
repetitive measurements at fewer positions, reduction Dbecomes
necessary (Miller-Ihli and others, 1984b). Such a scheme has the
advantage of reducing data processing time, and of improving the
signal-noise ratio for the lower sensitivity absorbances which
are computed.

Of the 6 calibration curves that result from these
calculations, only curve 1 is useful at very low concentrations,
because the absorbance profile has not yet broadened to the point
that I, (n>1) differs from I,. Eventually, however, the profile
can broaden so much that I, for the highly concentrated solution
will indicate absorbance even at the profile endpoint, relative
to the I, measured for the blank or a low concentration
solution. Figure 8b illustrates this for a series of ZIn
solutions.

The calculations made in the furnace data acquisition
program differ from those discussed above because the furnace
absorbance signal is a transient rather than a steady-state
signal. This means that the averaging used in the flame program
to reduce the computational time per sample cannot be used in
the furnace program. Instead, the series of absorbances are
computed for each pass across the modulation interval and then
summed for peak area absorbance and treated by a routine to
determine peak absorbance.
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TABLE IV
Flame atomization

Measurement positions used for the calculation of absorbances on
the successive calibration curves

Curve Points Used" Points Used"
for I, for I,

1 5-12 1-4 and 13-16
21-28 17-20 and 29-32

2 5,12,21,28 1,16,17,32

3 4,13,20,29 1,16,17,32

it 3,14,19,30 1,16,17,32

5 2,15,18,31 1,16,17,32

6 1 and 17 16 and 32

Points 1-16 represent those for travel in one direction after
the sorting is done for computational purposes, and points 17-32
are those for ¢travel in the reverse direction across the
modulation interval.

20



To avoid excessive computational time, only three
absorbances are calculated, using the points shown in Table V.
While the time required for these calculations greatly exceeds
that for the flame program, it is approximately comparable to the
time requirements of the furnace dry-char-atomization-cooldown
sequence, and therefore not a concern. The computation time
required by AAL furnace instruments with computer data stations,
for example the PE5000 Zeeman with Data Station 360, is as long
or longer for a single element, depending on the particular
program being run.

Reduction of the number of absorbances to three does not
limit the useful extension of the calibration range. In the first
place, some overlap in the useable ranges of the six curves
developed from flame calculations has already been noted.
Judicious selection of those for elimination simply removes the
redundancy. Additionally, at very high concentrations in the
furnace, there is considerable carryover contamination from one
sample to the next atomized, especially for the more refractory
elements (Harnly and others, 1984). The carryover contamination
is due to condensation of ‘the analyte on the cooler ends of the
tube and on the cones or to retention in the graphite pore spaces
of some of the analyte after the completion of a sample
atomization cycle. Full use of the extended calibration range is
therefore subject to serious analytical error. Loss of the upper
end of that range, therefore, by elimination of the least
sensitive calibration curves, is not a problem.

Further documentation of the system software discussed in
this report can be found in the comment lines of the program
codes themselves, appendices 1-4,

The programs required for examination or plotting of the
absorbance data collected using FLAME, FLMDAT, and FURN, and for
computation of concentrations from the absorbances will be the
subject of another report. A procedures manual for daily
operation of the instrument and routine use of all software
associated with it will also appear separately.
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TABLE V

Furnace Atomization

Measurement positions used for the calculation of absorbances of
the successive calibration curves

Curve Positions used Positions Used
for In for IO
1 5-12 1-4 and 13-16
21-28 17-20 and 29-32
2 5,12,21,28 1,16,17,32
3 4,13,20,29 1,16,17,32
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: APPENDIX A

+TITLE .ADTEST : '

JMCALL  JEXITy«TWAIT» TTYOUT s JFRINT
$TRIGGER A CUNVERSION ON EACH OF 16 AMC CHANNELS AND QUTFUT
$THE CONVERSIONS IN 132 COLUMN FORMAT 1IN OCTAL UN YHE CRT.
$LOOF THROUGH ALL CHANNELS AND OUTFUT 20 T1MES
ADSR=170400
ADER=170402
LCV? +JWORD 20,
NOCHAN! JWORD 16,
STRTET: +WORD 1

STARTS MOV LCVsR3 s INIT1AL1ZE LOOP FOR 20 CYCLES
START1: MOV NUCHAN/R2 # AND CHANNEL NO. FUR INNER LOUOF
MOV STRTBTsR1 FINIT1ALIZE START RI1 FUR AN11-K CHANNELS
CLR @*#ADSR 3 AND CLEAR AD11-K STATUS REGISVTER
LOOF? MOV R1s@¥#ADSK FSET S1ARYT BIT
WAIT?S TSTE RB+ADSR $# AND TEST FUR DOUNE FLAGy
ERFL WAIT # LOOPING IF CONVERSION NOT DONE
MOV C¥ALBR RO # AND MOVING DATA 10 RO 1F DONE
JSR FCyOUTOCT F JUMF 10 OUNPUT SUROUTINE» DATA OUY AT CRT
ADD $¥400/R1 # INCREMENT® START RIT TO NEXT CHANNEL
SOB RZsLOOF # AND LOOF TO NEXT CHANNEL
+TTYOUT #15 # INNER LOUFP ALL CHANNELS CUMFLETE
+TTYOUT #12 § S0 OUTPUT <LF><CR>
+TWAIT #AREAs#1IME fWAIT ANL THEN REFEAT
SORE R3»START1 3 UUTER LOOF 20 CYCLES THROUGH ALL CHANNELS
+EXIT

AREA? +WORD 0:0
TIME? +WORD 0,20
) +END START

i END ADTEST MAIN FROGRAM
$ REGIN OUTFUT SUBRUUTINE
ouToCT ¢
MOV ROy~ (SF)
MOV R1s~-(SF)
MOV RZy-(SF)
MOV R3r-(SF)
MOV R4y~ (SF) $SAVE REGISTERS USED IN MAIN
MOV $#FVsR1 FINITIALIZE FLACE VALUE
MOV $¥S5rR2 # INITIALIZE LOUP FUR NU. OF DIGITS
MOV #VALR3 FINITIALIZE OUNPUT FOLINIER
NEXT? MOV $-1/R4 FINITIALIZE DIGIT VALUE tu¥ 177777
COUNT?! INC R4 FUFPDATE DIGIT VALUE
SUB (R1)yRO s SURTRACT FLACE VALUE FROM DATA VALUE
EHIS COUNT # UNTIL OVERSURTRACTED
ADD (R1)+»R0O i CORRECT FOR OVERSUBTRRACTLION
ADD $¥60rR4 $CONVERT DI1GIT 70 ASCIL
MOVE R4y (R3)+ $FUT ASCII DIGIT 1IN UUTFUT AKRAY
SOR R2yNEXT tREFEAY FOR NEXT DIGLT
+FRINT #VAL #ALL BDIGITS IN AKRAY-_.FRINT 171
MOV (SF)+sR4
MOV (SF)Y+sR3
MoV (SF)Y+sR2
MOV (SF)+sR1
MOV (SF)++RO iRESTORE ALL REGISVERS
RTS FC #AND RETURN 10 CALLING FROGRAM
FV2 «WORD 10000,1000+100+10»1 1FLACE VALUES
VAL ? +BLKE S FALLOCATE OUTFUT ARKAY SFACE
+BYTE 0
+EVEN
FEND' OF SURROUTINE
+END' START
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Appenalx 1a page 2

ADTEST Flow Diagram

initial ize outer loop

\/
Initialize start bit
Increment to
next start bit
n
N/
Initiate conversion —output conversion channel
to CRT o. = 16
j es
NG ___toop counfés€ Increment |oop countert
G
yés
|
exlt
AA11-K START/STOP BIT TABLE
channel* start bit stop bit
0 001 200
1 401 600
2 1001 1200
3 1401 1600
4 2001 2200
12 6001 6200
13 6401 6600
14 7001 7200
15 7401 7600

* channel numbering In octal, beginning with 0, to correspond to
programming requirements.
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STITLE  AATEST Mb‘x \B
JHMCALL GEXITy  VUWALT
SJIDENT  /AATEST/

NACODR=170420

NOVLT!  JWORD 20

START: MOV NOVILLT R4
MOV ¥OLT»RI
STARTLS: HOV (R2)+ 2FKDACODK
+TWAIT #AREAy FTIME
SOR RaySTARTL
JEXIT

VOLTS »WORD 76005 72009660096200936005200C
+WORD 4800542009 3560073200, 2600y 2400
+WORD 1400512005600 200

AREA? +WORD QrQ

TIME? +WORD 0r40
+JEND START

AATEST Flow Diagram

initialize counter for
no. voltages out

4
reaa voltage from - soutput
voltage out table vol tage

g
!

yes >exi t

Increment,
counter
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CLKSET:

LOOF 3

CLERINTS

APresDIY I

STITLE CLETST.MAL
THIS FROGRAM TELTS
THE CLOCK B IS &ET
WHICH IS SERVIGED U0

SJMCALL S11YOUT
RATE e 12
INTOV = 109
GORIT = 1

CESF = L0432
CEER = 1704354
CRIV = 364
MoV #CLKINI y@FCRIV
riov #3540 QFCELVER
BIS FRATE s 14 CRSR
RIS FINTOV, @FBLSH
MOV 200 FECRER
BIS $GORBLT » R¥CRER
NOF

BR LOOF

LTTYOUT #7

RTI

JEND CLKTST

THE KWil-K REAL
10 GENERATE
CikL -G

TIME ClLOCK,
EVERY SECOND
THE TRERMLINAL

AN INTERRUFYT
(RING EBELLY AT

LLOCK RATE AT 100 HZ
INTERRUFT ON OVFRFLOW

FHET
r ENARLE
PETAILS REGISTER ADURESS
#LILOCK B BUFFER REGISTER ANLRESS
sCLLOCK B OINTVERRUFT VECTUR

FPUT ALDRESS UF INTERKRUFT SERVICE
FROUTINE I[N INTERRUFT VECTOR

FSET FRIOKITY TU 7

FSET RATE IN STATUS RFGISTER
FENABLE INTERRUFT
FSET NOUWNCOUNTER
FSl1ARD CLOCK

100

FRING EELL
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4
APPENDIX . \D

«TITLE FROGRAM FOR AAlL TEST W1ITHOUT ANY A-II CONVERSIONS

+MCALL JEXIT

+IDENT  /GAUS/
FTHIS IS AN EDIT OF AATEST WHICH ALLS A CLOCK FEATURE TU ENAKLE
FAFFROX. THREE MIN. OF WAVELENGTH MULULATION AT 56 CYCLES FER SECOND
$(IE 56 UNIDIRECTIUNAL FASSES/SEC UVER THE MODULATION INTERVAL)
$ THE CLOCK INTERRUFTS A1 16 TIMES THAT RATE IN ORDER THAT EACH
$VOLTAGE OQUTFUT ACROSS THE INTERVAL BRE GENERATEL BY THE INTERRUFT
DACODR=170420
CLKERCT=220
CESR=170432
CERR=170434

CEIV=364
NOCYCL.¢ JWORD 5000,
MVINDX? JWORD =6,
14
fFROGRAM SETS UFP CLOCK AN TLLES COUNTING INTERRUFTS UNTIL FULL
i MODULATION TIME INIERVAL HAS ELAFSED, THEN EXITS
’
START?! MOV #4000y @¥DACODKR « JINIT DAC OUTPUT AT ZERU VOLTS
MoV #¥CLKRCT » @#CRER $890 MICRUSEC., HETW INITERRUFTS
MOV ¥CLKINT, @#CRIV MOV SERVICE RUOUTINE AR 10
#  INTERRUFYT VECTOR ADNRESS
MOV $¥340,2#CR1V+2 FSET FRIORLITY FOR INTERRUFPT
MOV #105,@#CRSR FENABLE CLOCK R INTERRUFT
TDLE? CHMF NOCYCL » #0 FTEST -  LAST CYCLE COMPLETEDY
REQ ENDO i AND EX17 IF YES
ER IDLE ’ IF NOT WALT FOR NEX1 LINTERRUFT
’ REFEATEDLY T1L. LAST CYCLE DONE
H
# INTERRUFT SERVICE ROUTINE
H
CLRINTS MOV ROy~ (S5F)
MOV R1y~(5F) $SAVE REGISTERS
MOV R2y~(SF)
MOVE MVINDXyR2 FINLTIALIZE VOLTAGE INDEX
MoV VOLT+64.(R2) » BELACOLK i AND MOVE VOLTAGE TO AA BUFFER
ADD $25R2 FINCREMENT INDEX
RLT CLRO10O 3 ANL RRANCH IF INDEX DORS NOT
. i NEED RESETTINGy ELSE
MoV #-64,yk2 SRESET INDEX FOR NEXT CYCLE
LEC NOCYCL #  AND DECREMENT CYCLE COUNTER
CLKO10? MOVE R2yMVINDX FSAVE VOLTAGE TAEBLE INNEX
#  FOR NEXT INDIVID. VOLT OU)
MOV (SF)+sR2 fRESTORE REGISTERS
MoV (SF)+sR1
MOV (SF)+sR2
MoV $105, @¥CRSR i AND RESITORE START CLOCK
CLKO20: RTI FRETURN FROM LINTERRUPT
ENDO ¢ CLR @¥CESR F8TOF B CLUCK
JEXIT FAND EX1T FROGRAM EXECUTION

s

14

FMODULATION VOLTAGE TAERLE

i

VoLT? +WORD 3237+3547,40005400054000
+WORD 4000400094000+ 62038:7173
+«WORL 7526976669777795670+5214
+WORD 470454540542305,400054000
+WORD 40005,400074000r40005157%5
+WORD 0605,02515,0112,0000,1267
+WORD 206353075
+END START
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4
APVENDIX (B

+TITLE WRITE.MAC

JMCALL JEXITyFRINTy JENTERy JWRITEy CLUSE

+IDENT  /WRITE/
y
y THIS IS5 aN EDIT OF uals WHLCH ADLS ALC CONCERSEIUNS BETWFEN
FCLOCK INTERRUFPTS: WRITING THIE GCONVERSIUONS FUR EACH CHANNEL 10 DISC
y
UALODR=170420
LLRBUT=220
CRBR=170432
UBER=170434
LEIV=364
NOUTCLY JWORD 200,
MVINDXS <WORD -b2,
14
FFPROGRAM BETS UF CLOCK AND IDLES UNTIL IMIERRUFT OCCURS
FTHEN OUTFUTS A VOLTABGE TO SCANNER ANL MAKES AL CONV. ALL CHAN
FWRITING THE CONVERSIONS TO MEMORY KUFFER$
sADDSE UCCURRENCE TO INIERRUFT COUNTER aND CYCLES
FUNTIL MODULATION TIME INTERVAL HAS ELAFGED,

s THER WRITES BUFFER 10 DISK AND EXITS .
H

FINLTIALLIZE AD VARIAERLES» ALLOCATE MEMORY SFACE

’

ADGR=170400
ADER=170402

SRTRET=1

NOUHAN= 16

BUFFER: JELKW  164%200,
FILSIZ=200

’

yFREFARE FOR WRITE
£

EMT? + BLKW &

FILSFC: JRAD 50 /DL1/ iNAME FILE FUR WRLITE
+RAD 50 /ADCONY/
+RALD 50 /UAT/

FE?S +ASCIZ "ENTER FAlLED"<1: 1% FERROR MESSAGES
FuW?s +ABCIZ *WRITE FALLED"<C125:0100
DONE CASCIZ "WRItE SUCCESSEULY120 F SUCCESS MESSAUE

+EVEN

k4

FOET UF CLOCK

y
Srarr: Moy #4000, B4DACODR FINIT BAC OUTFUL A1 ZERO VOLTS
MoV #CLKBCTy w#CEBRR i890 MICROSECL. BFIW INTERRUFTS
MOV | ¥CLKIN) y @#CRIV PMOV SFRVICE ROUTINE ADDR TO
i INTERRUFT VECTOR ADLRESS
MOV #3400, Q#CRIVHE iSET FRIORITY FUR IMTERRUPT
Mgy 105y BHURSR FENAEBLE CLOCK B INTERRUFT
IDLE: CMF NOCYCL»#0 iTEST - LAST CYCLE COUMFLETED?
BEQ ENDIO i ANLD EXIT IF YES
BR LOLE ’ -IF NOT WAIT FOR NEXT INTERRLUET
’ REFEATEDLY TH. LAST CYCLE DONE

5
# INTERRUPT SERVICE ROUTINE
y QUTFUTS VOILLTAGE AND FERFORMS ALC CUONVERSIONS

’
CLKINTS MOV RQy - CGH)
MOV R1s-(5F) ySAVE REGISTERS
MOV R2y-(GF)
MOV R3y - (5F)
MoV FNOCHANY R FINITIALIZE CHANNEL COUNTER
MoV FEUFFERYRS i AND BUFFER ADDRESS
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CLR
INCG
T8TE
EFL
MOV
ADD
SOB
MOVE
MOV
ADD
BLT

LOOF?
WAITL?

MOV
DEC
CLROLO! MOVE
MOV
MoV
MOV
MoV
CLRO20: RTI
V
sALL INTERRUFTS

14
ENDO 3
WRTSET?

CLR

+ENTER
BSC

+WRITE
ECS

+CLOSE
+PRINT
EBR END
+FPRINT
ER END

FallE:

FAILW?S

END? JEXIT

EHANGR
FALSR

BALSK

WALTIL
CEADRRy (R34
£400,@EADSR
R LOOF
MUINDXyR2
VOLT+64. (R2Y y BHDACUINIK
2P R2

CLKO10

F~&4, yR2
NOCYCL
R2»y MY INDX

(SFJI+sR2
(SFY49R1
(GF)+sR2
#1035y @¥CRSK

HAVE REEN FROCESSED?
@XCESR

EEHT ¥ 3o #F ILSFC4FILSIZ
FALLE

“HEMT» #3y $BUFFER#, 200,

FAILW
+3
FLOONE

¥FE

JFRINT #FW

y
s MODULATION VOLTAGE TAELE

1
VOL.T? »WORD
+WORD
+WORD
JWORD
+WORD
SWORD
+WORD
« END

32379354/ 400092 40004000

> 40002 40005,4000262039 7173

7269766697 7/77906709»5214
4704y 404094230, 4000,4000
4000400094000, 4000y 1570
0605,0281,0112,0000,1267
L0639 3075

S5TART

34

$CLEAR Al STAMUS REGLSIFR
sBEGIN Al CONVERSIONS
i AND SFE 1F DONE
§1F NOT WALTy ELSE
i MOVE DATA 10 BUFFER
% ANCR START BIT TO NEXT CH
FREFEAT UNITIL ALL CHAMNELS DONE
FINITIALIZE VOLTABE INLEX
F OAND MOVE VOLTAGE 10 AN RUFFER
# INCREMEMT  ITNJEX
AND BRANCH IF INDEX NOES NUT
MIZED RESETTING» ELSE
RESET INDEX FOR NEXT UYCLE
ANDY DECREMEN) CYCLE CUUNTER
$8SAVE. VUL TAGE TAEBLE INDEX
i FOR NEXT INDIVID. VOLI
FRESTORE REGISTERS

- .

> s ws er es

QU

# AND RESTORE SiTarT CLOCK
FRETURN FROM INTERRUFY

STOF CLOCK AND WIRITE TO DISK

FOTOF R OCLOCK

FUREN FILE

FBRANCH JF ENTER FAlLSy ELSE

# WRLTE FULL BUFFER TU DISK
FRRANGH IF WRITE FALLSy ELSE

# CLOSE FILE AN

i FRINT WRLITE SUCLESERUL MESSAGE
FANL EXIT FROGRAM EXECUTION
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APPENDIX | F
CFITLE DRLL
JACALL WFRINT LEXIT oTWALT

i THIS FROGRAM WALTS IN A TIGHT LOOF AN UPON TRIGGERIMNGy EXECUIES AN
yoOLRTERRUFT SERVICE ROUTINE
§OTHE INTERRUFT LS GENERATED WHEN FIM K OF J1 I/0 FORT GUES M1l
y THE BSERVICE ROUTINE IMMEDIATELY MIHABLES THE INTERRUFT ANN CONTINUES
s I THE WAILT LOOFy MARNING THE INTERRUFT A ONE SHOT DEAL
§
DRCSBR = 167770 LSRR FOR DRVLL
DINTY = 300 F INTERRUFT VECTOR A
INTENER = 100 FINTERRUFT A ENABRLE
INTGEN = 200 FINTERRUFT A GENRRATE
?
v
STARTS  nmov #OIMTVRY FRI=INTERKUFT VICTUR ALBURESS
MOV FLNTSERy (R1D FLUAL SERVICE ROUTINE VECTUR
BIS FINTENRy R¥#DRCSR ' FENARLE INTERRUFT A
LU0k NOF
SERINT  #WalT FWALTING MESSAGE
+TWALT  #AREA»#TIME FWALT 1 GEC
EBR LOOF i LOOF AGAIN
JEXLT
INTSERS JPRINT ™ $SUCESS FHRRINT SUCESS Ml 85aALL
BIC FINTENRy @#DRUSR 7 1ISARLE INTERRUFT A
Z
JEXIT
ARES S WORD Qs FEMT BLOCK
FLMES +WORT QraQ, sl SEC AT 60 HL

WalTs: JASBSCLEZ "L FATIENTLY WALTLINGY<1dx

SULESSS? JABCIZ  "PROGRAM WAS INTERRUFTED, ANIN THLL TS THE RESUL L

18

+ EVERN
» END GTaR{
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APPENDIX 3,

CROGRAM FLAME

cOo

e

oo0oo

VHTS FROGRAM F1RS1 CALLS ACASUH TO COLLECT THE DATA WHICH
CONSTITUTES L1 SFL1LELDAT

THEN CALLS AVSURL WHICH REANS THAY F1LE AND AVERAGES 17

NEXT REORDERS DAJA FOR ABSORBANCE CALCULATIUNS

CALLS CALSUR DO PHFRFORM THE ABSORERANCE CALCULATIONS

THEN LOGS THE FRUFERLY ORDERED INFENSLTY DATA IN DL1IINTENS.DAT
AND THE CALCULATED ARSURBANCES IN DL1!SIMAAL.LAI

ANDI LOOFS FOR NEXT SAMFLE 10 A MAXIMUM DEFINED RY MAXKUN

DIMENSION IDATA(S12)» LBUF(16932) INIC16)
REAL ARS(6)

EQUIVALENCE (1DATACl)» IRUF(1)) (o8
COMMON  /BUFS/ TRBUF)»ARS

INTEGER RCNT» ) BUF (32)

BYTE EL(32)

DATA EL(L)yELC(2)»EL(3) yEL(4)/1HI s 1HE» 1HZ» 1HN/

DATA EL(S5) yELC(A) 2EL(7)sEL(8)/1HCy 1HIy 1HS y LHER/

DATA EL(P)»EL (1O »EL (I yEL(12) /1HEy 1HY » 1HREy LHE/

DATA EL(13)sELC(14)»EL (15 vEL(16)/71HCy 1HU» 1HM» 1HO/

DATA EL(L7)ELC18) yEL(19) sEL(20)/1HCy 1HR» THS» 1HN/

DATA EL(21)rEL(22)sEL(23)sEL(24)/1HC»1HUy1H »1HV/

DATA EL(25) sEL(26) rEL(Z7) vEL(28) /1HMy LHNy 1HAs 1HG/

DATA EL(29)rEL(30) kL (31)yEL(32)/1HF s 1HRy 1HNy1HI/

SET UF ACTIVE CHANNELS ANL SELECT MONITOR CHANNEL-DEFAULY (U

0o 2 I=1s16
INDCI) =1
TYFE %9 18§ CHANNEL “»Is” ACTIVE?
ACCEFT 1499»YESNO
IF (YESNO +EQ. “N7)INDCL)=0
CONTINUE
IF (INDC11) LEQ. 1)IMON=11
TYFE %» "MONITOR CHANNEL O)IHER THAN CU??/
ACCEFT 1499, YESNU
IF (YESNO NE. ‘Y’ AND. YESNU JNE. ‘N/HGU TO 3
IF (YESNO kQs “Y)TYFE X» ‘ENTER NO. FOR MONLITOR CHANNEL
IF (YESNO .EQ. 7Y )ACCEFT 1504 THON

TYFE X» “ENTER MAXIMUM NO. SAMFLES FOR DATA COLLEGTIUN RUN‘
ACCEFT X»MAXRUN

OFEN (UNIT=15s ) YFE="NEW’ s ACCESS="LIRECT’ yNAME="DL1:S1MAAC LA,
RECORDSIZE=8» INLTIALSLZE=100)

OFEN (UNIT=16»TYFF="NEW'»AUCESS="DLIRECT  yNAME="DL1INTENS.DAT
RECORIDSIZE=16» INITIALSIZE=100)

DL1:SIMAAC,DAT RECORD 1% 6 ABSORBANCES AS REAL LAfA SU RECSIZ=8

DL13INTENS.UAT RECORD I§ 32 INIENSITIES A8 INTEGERS Sl RECS1IZ=16

FRINT 1500
FRINT 1501

RCNT=1
[0 1000 KK=1yMAXKUN
TYFE %y READY FOR TRIGGER
CALL ACQSUER
TYFE %y DATA ACQUIRED, WRLITIEN TO DISK’
CAlLL AVGSUER
TYFE %»/AVERAGES CUMFUNEDy WRITTEN 10 MLGSK’
OFEN (UNIT=3,TYFE=/0LD’»ALCESS="DIRECT y NAME="DL1IGRNDAV,.DAT »
RECORDSIZE=256)
DL1IGRNDAV.TOAT RECORD T8 512 TNIFNSTTTFS A8 INTFGRERS SN RFES17=284
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d

VOLTAGE INDEX=1 AT A M1DFOINT IN THE MODULATION INTERVAL

RESULTING IN DATA ORDER IN DL 1!GRNDAV.DAT WHICH IS AWKWARL

FOR USE IN ARSORBANCE CALCULATION SUBROUTINE

[0 5 AND DO 6 REORLER THE DATA SO THAT TRUF (1) TU TRUF(14)
REFRESENT INTENSITY DATA FOR FASS FROM LOWLST T0 HIGHEST WAVELENGTH
IN THE MODULATION INTERVAL AND TRUF(17) TO TBUF(32) REFRESENT

DATA FOR REVERSE DIRECTION FASS

aoOooaoaoon

FRINT 1502yKK
READ (3 1) (IDATACI) s I=1,512)
DO 10, ICH=1+16
IF C(INDCICH)Y LEG. O) GO TO 10
o SyIFUS=1-14
JJI=1F08+18
TBUF (JJ)=TRBUF (ICH, LF0US)
CONTINUE
D0 6, IFUS=15,32
JJ=IFUs-14
TRUF (JJ)=IKUF (ICHy 1F0OS)
6 CONTINUE
CaLL CAIL.SUR
J=1CHx%2
IF (1CH +EG. IMONITYFE 1508 :KKs (ABRS(I)v1=1+6)
FRINT 1503 ((LL(K) 9 K=Jd=19J) s (ABS(I)»I=1+6))
WRITE (1% ‘RUN1T)Y (ABS(1)»1=1+6)
WRITE (16 ‘RONT) (TRUF(JJ)»JJ=1+32)
RCNT=RCNT+1

i

10 CUNTINUE
CLOSE (UNIT=3)
1000 CONTINUE
CLOSE (UNIT=135)
CLOSE (UNIT=16)

1499 FORMAT (A1)
1500 FORMAT (/739 'S1MAAC ANALYSES! CALCULATED ARSORBANCES’)
1501 FORMAT (//6Xs’EL 7 922Xs "ARS(1) "2 7Xs "ABS (L) "1 /Xy
1 "ARS(3) 7+ 7Xs "ARS(A) s 7X» "ABRS(G) ' s 7X» “ARE(6) 1)

1502 FORMAT (/3Xs» RUN ‘»912)
1503 FORMAT (6Xs28195X26(F744,5X))
1504 FORMAT (I2)
1505 FORMAT (3Xy’RUN 72 1293Xs6(F74492X))

STOF

END
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ABBREVIATED FLOW DIAGRAM: PROGRAM FLAME

Identify active channels: set IND(ICH)=1

Open files DL1:Simaac.dat and DL1:Intens.dat
Print output page heading

Enter maximum number of samples for run MAXNO

Initialize I=1

b\

no

Call ACQSUB- acquire data
and write to
DL1:filel.dat

Call AVSUB1- read dli:filel.dat yes
average intensity data
and write to
DL1:Grndav.Dat

W/
Print run number=I

\}
Initialire ICH=1
\

——><ICH>16

\4

no yes
ND(ICH)=17 l/
yes no

sort data to correct phasing

CALL CALSUB- compute absorbances
and write to
DL1:Simaac.dat
also write sorted data
to DL1:Intens.dat

e Jncrement ICH<€

Increment I%

Close all open files and terminate execution&—mm—
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RATE = 220 PEET COUNTER 10 1KHZ

FCOUNTER 1S COUNTED UP FROM INITIAL VALUE IN B REGISTER TO 296y WHEREUFON
sCLOCK B COUNTER OVERFLUWS AND INIERRUFT IS GENERATED., WITH INILTI1AL
FVALUE OF 220 AN COUNTING RATE 100 KHZ» A MODULATION FREWUENCY UF S6HZ
IS ACHIEVED.

+TITLE ACQSUER s DERIVES FRUM MDACQD
+GLORL ACQSUER
WRITTEN 7-1-86 AS CALLABLE SURROUTINE CALLED FROM

FLAME» FLMDAT, OR FURN FUR SIMAAC INSTRUMENT CONTROL
AND DATA ACQUISITION

. wr ws E» 6>

$ BASED IN FART ON MUALQY WRITIEN RY DOUGLAS SEWARD, USDAy 3-4-85
sACAGAU A STANDALUNE FROGRAM VERSION OF THI SUBROLTINE

$A COMFOSITE OF AATESTsALTEST»CLKTSTyDR11sWRLITE

$FOR SIMAAC WITH MODIFICATIUONS S-86 KY JSK FUR USGS SYSTEM SPECS
$UATA ACRUISITION AND MODULATION WAVEFORM CONTROL

FMODIFIED 16-JUN~-87 TO HAVE MESSAGES SENT FROM MALN NOT SUBROUTINE
BY SIMFLY CONVERTING ALL FRINT MESSAGE COMMANDS TO COMMENT LINES

THIS FROG SETS UF DATA ACQ FOR TRIGGERING RY DR11 INTERRUFPT
THIS PROGRAM OUTFUTS a VOLTAGE FRUM THE WAVEFORM TABLE ANDY THEN
TAKES DATA FROM THE ALL DURING AN INTERRUFT SERVICE ROUTINE
ENTERED THRUUGH A CLOCK GEN INTERR AND WRITES THE DATA TO DISK.

EDITED 6-11-86 TU RB1GAUSSIAN VOLTAGE TABLE ANL NU. BLUCKS NEEDED
FOR WRTAV,MAC TO REDUCE FIRST TU 8 GROUP AVERAGES AND THEN TO
A SINGLE GRAND AVERAGE INTVENSITY/CHANNEL/VOLT

L O LI LI T TRR TR IO TR A

+JMCALL  MTFS» JITYOUT» FRINT +SRESET
+MCALL WFETCHy JENIERs JWRITEs.CLOSE
; JLIST TTM
+SETTL BUFFER
i FSECT DATA
FRKKKKKKKKKKKKKKKKKKBUFFER DA TAKKKKRAR KK KKK KK KKK KKK KK KKK K KKK KKK KK K
; X
. X
o KKK
X

- es w W

sFILSIZ IS PRESET DURING ASSEMELY» TO THE TOTAL NO. BLOUKS

sREQUIRED TO STORE DATA FRUM 16 CHANNELSy UNE SAMPLE » 956 UNIDIRECTIONAL
#FASSES ACROSS THE MODULATION WAVEFORMy WHICH IS 9 SEC OF DATA ACQUISITION
'

FBUFSIZ IS SIZE OF BUFFER FOR A SINGLE DISK WRLITEF MUST BE EVENLY DIVISIEBLE
sBY EIGHT AND EVENLY DIVISIBLE INTO FILSIZ-- REQUIREMENT BASED IN FART ON
FAVERAGING ROUTINE USED SUBSEQUENTLY 1IN CALLING MAIN

i

a

y

FILSIZ == S512, s NUMBER OF BILUOCKS 1IN FILE
BRUFSIZ == 16. i NUMBER OF BLOCKS 1IN BUFFER
WROCNT == 16.%256. sWORD COUNT OF BUFFER

BUFFO?!  JEBLKW BRUFSIZ%400 $192%16 CONVERSIONS (12 RLOCKS)
RUFF1?! JBLKW BUFSIZx400 sDITTO

JUNK$ + BLKW 10 F$ BUFFER UVERKUN SFACE

BFOADR? +WORD O $START ALDRESS OF RUFFER 0
BFOEND? .WORD 0 $END ADDR OF BUFFER O

BF1ADR? +WORD Q $START ALDRESSUF BUFFER

RF1END?! JWORD 0 sEND ALDR OF BUFFER 1

CURENI'? «WORD 0 $END ADDR OF CURRENT BUFFER

CUREUF ! WORD 0 FSTART ALDR OF CURRENT BUFFER
WRTEBFR! WORD 0 $START AUDR UF BUFFER TU RE WR1ITTEN
FOINTR! JWORD. . © sFOINTS TO NEXT AVAIL AUDR 1IN BUFFER
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BUFIND? JRYTE 0 # RUFFER INMICATER

BFRFUL! +EBYTE 0 FBUFFER FULL FLAG

+EVEN
§ X
: L 2.4
; X
i X
7 3AHOKKAOKAOKAOKICKK KKK ORFOKAAOKAOKKAOKKKKOKOK KK KOK KK KOK K HK K K XK KK KKK K KKK KKK ROk KKk X
# +FSECT CODE
i THIS SECTION OF CUDE INITIALLIZES THE BLUFFER VARIABLES
ACQSUER: MOV #BUFF Oy BF QALK $SAVE START AVDRESS OF BUFFO

MoV $#BUFF1yBF1ALR iSAVE STARYT ADURESS OF BUFF1

MOV #BUFF1-2» RFOEND $SET BUFFER O END

MOV FJUNK-2 ¢ BFLEND $SET BUFFER 1 END

MoV EF OENL'y CUREND FCURRENT ENI UF BUFFER =BFOENL

MOV FRUFFOyFOINTR FINITIALIZE RUFFER FUINTER

MoV $RUFFO» CUREUF FINIT ADDR OF CURRENT BUFFER

MOVE $#0¢ RUFIND FINIT BUFFER 1INDECATOR

MOVE #0y BFRFUL FINLT BUFFER FULL FLAG

MOV $#0y BLKCTR FINIT BLOCK COUNTER

BR WRTSET FG0 ON TU WRITE SET UM

" SETTL WRITE
3 JFSECT DATA

KHOKKOKOK KKK KHIOK KKK KKK KKK KKK KKWRITE ROUTLINE  DIATAKKICKKK KKK KKK KK KK KKK KKK K 0K

i
4 b 4
¥ X
i *kk
H X
EMT? + BLKW é 6 WORLD EMT ELOCK
RLKCTR?! +WORD 0 FBLUCK CUOUNTER
FILSFC?! .RADSO /DbL1/

+RADSO  /FILEL/

+RADSO  /DAT/ $FILE DESCRIFTOR

+EVEN
FF3$ +ASCIZ "FETCH FAILED®< 12515
FE? «ASCIZ “ENTER FAILEL"< :
FuW? +ASCIZ "WRITE FAILED®"<
DONE? +ABCTIZ "WRITE SUCESSFUL"<12x<

+EVEN
4 X
’ KKK
i X
i X
5 KKK KKK KKK KOKKOK KK KKK KK XK0K 3K 3K K KKK 3K 3K K KKK KK KKK KK K KK KK KKK K XK KKK K K K KKK KK K KK KK KKK K

# FSECT CODE
§THIS SECTION UF CODE GETS THE HANDLER (.FETCH)» ALLUCATES SHALE
$ON THE DEVICE, AND RETURNS CONITROL TO THE MAIN FROGRAM

WRTSET: FETCH " @#50,#FILSFC JGET LEVICE HANDLER
ECS FAILF FBR IF FAILED 10 GET HANDLER
JENTER  #EMT,#3,#FILSFCy$FILSIZ FALLOCATE SFACE ON DEVICE
BCS FAILE JER IF ENTER FAILED
ER CLKSET i60 ON TU SE1-UF CLUCK

FAILE: FRINT #FE FFRINT / ENTRY FALLED /
RTS FC

FAILF: L PRINT #FF FFRINT / FETCH FAILED /
RTS FC

+SETTL  CLOCK DATA
¥ KKK KKK OK JOK XOK 3K K KK KKK XK JOK SKCROK 30K 30K K KKK KK KOK KK 30K XOK KKK KOK XK K K X KOK K 3K KK KoK KKK K K
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S NE WP EF b ES R WP SR e eS

KWii-K CLOCK B DATA X
X
kKK
X
K11CSR = 170432 FKW11-K CUNTRUL S1ATUS REGISTER
K11BR = 170434 FKW11-K BUFFER REGISTER
K11IV = 364 FRKWI1-K INTERRUFT VECTOR ADDRESS
GORIT = i JSETTING GURIT S1ARTS CLOCK
INTOV = 100 FENABLE INTERUFT ON OVERFLOW
FREQ = 4 FSET CLOCK B INTERNAL FREQ TO 100 KHZ
DVFLAG = 200 sFLAG RITy 1T IS SET AFTER OVERFLOW
FAND MUST BE CLEARED AFTER INTERRUF1
b 3
*kx
X
X
X

KKK KK KK K KK K KKK K 30K KKK KK 30K XK K KK KKK KK 30K 30K KKK 3K K K K K KKK KK XK 0K K KKK 0K KoK KKk Kok Kk ok

THE FURFOSE OF THIS SEGMENT IS TO SET UP THE KW1ll-K REALTIME
CLOCK B TO GENERATE FERIODIC INVERRUFTS (FRESET IN DATA BLOCK)
DURING WHICH THE INTERRUFT SERVICE ROUTINE IS EXECUTEL

+SETTL  SETUF CLOCK

CLKSET? MOV #CLKINVy@#RK111IV $FUT IRS INTO VECTUR AINMRESS
MOV #340,C#K11IV+2 $SET VECTOR FRIORTY TO FR7
MOV #RATEy @#K11EBR FDOWN COUNTER TU 77% FOR 1KHZ
EIS #FREQy @#K11CSR FSET FREQ T0 100 KHZ
RIS F+INTOV,@#K11CSR $ENABLE INTERRUPY
CLR C*177546 §STOF LINE CLOCK
BR DRSET §GO ON TO SET UF DRI11

a
Y

. wr er ws W e W

KKK A KOK KK KK KK 3K KK KK KK KK K KK K K K K KK 3K KK 3K K KKK K KKK K K K KKK KK KK 3 K0K KKK KKK Kok ok K

THIS SECTION SETS UF THE DR11 FOR GENERATIUN INTERRUPIS FROM FURNACE
TRIGGER OR THE FOOT FEDAL.

THE INVERRUFT IS GENERATED WHEN FIN RR OR NN OF J1 I/0 FOURY GOES LOW
THE SERVICE ROUTINE IMMEDIATELY DISABLES THE INTERRUF) AND CONTINUES
IN THE WAIT LOOF, MAKING THE INTERRUFT A ONE SHOT LEAL

DRCSK = 167770 #CSKR FOR DRi1l
DINTV = 300 § INTERRUFT VECTOR A
INTENR = 100 § INTERRUFT A ENABRLE
INTGEN = 200 FINVERRUFT A GENERATE
FRIORT = 4 $FRIORTY LEVEL FOR DR11

¥

y

DRSET: MOV FDINTVR1 $R1=INTERRUF1T VECTOR ADURESS
MOV ¥DRINTy (R1) iLUAD DR11 SERVICE ROUTINE VECTOR
RIS ¥INVENRy U#DRCSR $ ENABLE 1INTERRUFT A

i +FRINT  #READY FFRINT READY MESSAGE AND WAIT
ER IDLE F BRANCH TO MAIN LOOF

READY?: JASCIZ °"READY FOUR DR11 TRIGGER® <1218k

a
y
»
y
.
y
a
Y
-
y

+EVEN

3K OKK KK K 3K KKK K HOK KK K K 30K 3 HOK 0K K 30K 3K K 0K 3K K 3K K K 30K 2 3K 30K 3K 0K K 3K K K K K0K 3K oK K K KK 30K K K KOK KOk kK

DR11 INTERRURT. SERVICE.ROUTINES  UFON.EXTEKNALLY. GENERATED TNVERRUFT, .
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# THIS ROUTINE IS ENTERED STARTING THIE KWii-K CLUCKy AND DILSARLING THE
# DR11 INTERRUFT UNTIL A NEW CALL FROM MAIN BEGINS THE ENTIRE ACQSUE
i SEQUENCE UVER AGAIN

DRINT: TTYOUT #7 FBELL. INTICATES 18R ENTRY

MOV $+4000,C#DACIA FOUTEFUT VUL TAGE

RIC $INTENEs @#DRCSR $UISABLE INTERRUFYT A

EIS $+GOBIT»C#K11CSR FSET GORLIY 70 START CLOCK

RTI #GO ON T0 MALN FRUG LOOFP
’ X
4 KKK
’ X
# 2K KRR ACOK KKK KKK KKK K KOKOK SR K KK KK KKK KKK KKK KKK KKK KK KKK K KKK KK KKK KK Ok K K

+SBTTL MAIN LOOFP

THE FURFOSE OF THIS SEGMENT IS TO WALT 1IN A LOOFs CHECKING TO
SEE IF THE BUFFER IS FULL» JUMFING TO THE WR1TE SURRUUTINE
WHEN THE BUFFER DUOES F1LL UP. MEANWHILE DATA 1% BEING TAKEN RY
INTERRUFT SERVICE ROUTINE AND GOING INTO THE SECOND BUFFER,.
THE FROGRAM FLIF-FLOFS BETWEEN THE TW0O, WRITING DATA INTO THE
"EMFTY" ONEs AND WRTITING DATA OUT TO DLISK FROM THE *FULL"Y ONE.
THE FLIFPFLOF CONTINUES UNTIL THE BLKCTR INDICATES THE TOTAL
DATA SET TO EE ACQUIRED FOR UNE SAMFPLE IS WRITTEN TO D18K»

AND THEN EXITS ACGSUE FOR RETURN TO MALN CALLING FROGRAM.

=i w> wr W ‘wr ws €r wr w> W O

DLE? CHP BLRKCTR,#FILSIZ FTEST FILE FULL
EHIS CLOSE sCLOSE IF FILE FULL
TSTR RFRFUL $TIGHT LOOF WHILE
EBFL IDLE FTESTING BUFFER FULL?
JSR FCyWTLOOF $ BRANCH TU WRITE IF FULL
ER IDLE FLOOF IF NOT FULL

H THIS SECTION OF CODE CLOSES THE I/0 CHANNEL

CLOSE: CLR @¥K11CSR $STOF CLOCK
MOV $+100,R%#177546 FRESTART LINE CLUOCK
+CLOSE #3 $CLOSE CHANNEL

; +FRINT #DONE $FRINT DONE MESSAGE
MOVE #4462, y MVINDX FRESTORE STARTING VAL UE

NOT NEC. IN STANUALONE BUT FOR
# CALLABLE SUBROUTINE W1THOWY THIS
fREFRACTUR PLATE SHIFT DIFFERS RUN TO RUN
# « SRESET +SOFTWARE RESET- OK IN STANDDIALOUNE, ERUT
+CREATES ERROR IN SECUNIDN FASS UF FORTRAN
$PROGRAM CALLING THIS SUBK. FOR REFEAT RUNS
RTS FC fEXIT FROGRAM

+SETTL  INTERRUFT SERVICE ROUTINE

. e ar

KKK KKK KKK KKK KK 3K 0K KKK KK K KK KK K KKK KKK K K KK KKK KK KK KKK SKOK KKK KO KKK KKKk ok ok

} AD11-K DATA ) X
H X
H XXX
H X

ADSRL = 170400 ADCL STAITUS REGISTER

ADBR1 = 170402 GANICI BUFFER REGISTER

DAC1A = 170420 $UAC A REGISTER ON ALL11-K #1

FLAG = 200 $SIGN BIT MASK FUR EBYTE FLAGS

NOCHNS = 16. s NUMBER 0OF CHANNELS

- e e

MUDULATIUN VOLTAGE TABLE



y

MVINDX?$

MVUTARL ¢

2
’
&
y
a
H4
s
’
a
y

CLRINT?

NOREST?

+FSECT

i

-~ cm e em

+BYTE -62. iMOD VOLTAGE TABLE INDEX
+EVEN '
+WORD 3237+13547v400054000 FMODULATION VULTAGE TARLE

+WORD 4000+4000,4000,4000
+WORD 620397173+ 752697666
+WORD 7777+56709y5214+4704
+WORD 454094230y4000y4000
+WORD 4000y4000y4000y4000
+WORD 1575y0605,0251,0112
+WORD 0000y2063,2510,3075

X
XXX
%
*

KKK KKK KK KKK KKK KK K KK KK KK KK KKK KKK KK 3K KKK KK KK 30K KK KK KK 0K 3K KK 3K KK 3K K K K0k 30K K K

CODE

THE FURFOSE OF THIS SEGMENT 18 -T0 INITIATE 16 COUNVERSIONS ON THE
ANALOG-DIGITAL CUNVERTERs FLACING THE DATA INFO THI BUFFER.

(ONE CONVERSION FER CHANNEL)

MOV ROs-(SF) $SAVE REGISTERS ROsyR1vRZyR3
MOV Riy~(SF)
MOV R2y-(SF)
MOV R3y»-(SF)
MOV ENOCHNS P R2 yR2=NUMRER OF CHANNELS
MOV FOINTRsR1 FR1=NEX1 FREE AUNLRESS IN BUFFER
CLR B+ADSR] $CLEAR ADC STATUS REGISTER
LOOF? INC 2¥ADSRKR1 FSTART COUNV ON ADC1H
WAIT1: TSTE @G#ADSR1 JTEST DUNE BIT ADLCH
EFL WAIT1
MOV @#ADER1y (R1)+ FMOVE DATE TO BUFFER
ADD $400yE¥ADSR1 # INC CHAN AlC1
S0R R2yLOOF FLOUFP FOR NEXT CHANNEL

$THIS SECTION RETRIEVES THE MUDULATION

F TABLE VOLTAGE INDLEXy OUTFUTS THE VOLTAGE
FAT THE DACy STEFS THE INDEX FORWARD Y
FUPDATES AND RESETS AS NECESSARY

MOVE MUINDXyRS FR3=MOL VOLTAGE TABLE INDEX

MOV MUTARL+64. (R3) »@¥DACIA  FUPDATE OQUTFUT VOULTAGE

ADD $¥2/R3 §STEF INDEX FURWARD

BLT NOREST f BRANCH 1F INDEX RESET NOT NFECESSARY
MOV ¥-64. 7R3 $RESET MUD VOLT INLEX

MOVE R3yMVINDX Fi5AVE UFDATED INDEX

MoV R1sFOINTR FUFDATE FULINIER

CHMF CURENLDsR1 §TEST ENL UF BUFFER

EBHI INTREX sBR IF NOT FULL TO EX1I7T INTERRUFYT
MOVE #+-1, BFRFUL $SET BUFFER FULL FLAG

TSTE BUF IND $WHICH BUFFER FULLTY

BGT CLKO20 $BR IF RUFFER 1

INCE BUF IND $SET BUFFER INDICATER TO RUFF1

MOV BF1ADRYFOINTR $BUFFER FOINTER = BUFFER 1 ADDRESS
MQY...  BFIENDYyCUREND  FCURRENT END_z, BUEEER ALENVL.. ... ..
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CLRKO20¢

WTLOOF?

FAILW?

+END

4
JWRITE RUFFER =

MOV EFOADR » WRTRFR
ER INTREX FEXIT INTERRUFT
DECH BUFIND
MOV EFOADRFUINTR fBUFFER FOINTER
MOV EF OENDs CUREND $ CURRENT END =
MOV BF1ADR» WRTEFR JWRITE EBUFFER =
INTREX?! MOV (SFP)+yR3

MoV (SF)Y+sR2

MOV (SF)Y+sR1

MOV (SF)+yRO
RIC #OVFLAGy @#K11CSGR iCLEAR
RIS ¥GORIT,@¥K11CSR
RTI § RETURN

THIS SECTION UF CODE INITIATES WRITE

CLRE EFRFUL

+WRITE #EMTy#3yWRTEFRy #WRDOCNT » BLKCTR
RCS FAILW

ALLD ¥RUFSIZyBLKCTR

RTS FC-- fRETURN TO DATA
+FRINT #FUW FPRINT

RTS FC

43

BUFFER 0 ADDRESS

#SET BUFFER INDICATOR TO RUFFO

= RUFFER O ADDRESS
RUFFER O ENL
RUFFER 1

fRESTORE REGLSTERS

OVERFLOW FLAG

FRESETS GORLYT

TO INTERRUFTED FROG

$CLEAR BUFFER FULL 1INLICATOR
FWRITE DATA FRUM BUFFER

fBR IF WRITE FALLED

yUFDATE BLUGCK CUOUNTER
ACQRUISITION SEGMENT

/ WRITE FAILED /



i
+TITLE AVERAGE THE INTENSITIES IN FILE1.DAT# SAVE GRFAVG AND GRNDAV

+IDENT /AVGSUR/

+GLOBL AVGSUR

+MCALL  +LOOKUF» JENTERy JREADW?r s WRITWy . CLUSE
+MCALL  JFRINT» EXIT

’
FEDIT OF WTAVG TO REMOVE OVERFLOW ERROR IN THE FORMER

iWITH OVERFLOW AVG ALMOST RU1 NOT EXACTLY CORRECT

ANDI GRFAVG IS INACCESSIERLE SINCE OVERFLOW SETS S1GN BIT MAKING RESULT NEG.

#ANDN FURTHER EDIT TO CALLABLE SUBROUTINE FOR CALL FROM FLAME

y

ERRBYT=352

AVGSUEB?
START: JLOOKUF #AREAs#10.,#FL1SFC LOUKUF DATA FILE
BCS 9% # BRANCH TF NOT FOUND
MOV ROsR3 +COFY FILE SIZE TO R¥
+ENTER #AREA,#8.,#FL2SFCsR3 FCREATE TEMF FILE SAMID S1ZE
ECS 6% i BRANCH IF ENTER FAILS
+ENTER  #AREAs#9 . v #FL35FCsR3
BCS 7% .
CLR BLK FINITIALIZE RLOCK NO 10 0O
MOV ENDEUF s R4 #ANL ClL.LEAK GRNDAV RUFFER
MoV #AVGRUF yR2
KE CLR (R2)+
S0k R4y3%
MOV ENDRUF s R4
MOV FINTRUF »R2 sALS0 CLEAR INTERUF
4% CLR (R2)+
S0R R4y 4%
JMF GO iSTART AVERAGING CYCLE
9% MOV #NOFIL RO #IF LOOKUP ERKROR FRINT
JMF FR F MESSAGE AND EXIT
6% MOV #NOENT RO FUITTO OFEN ERROR
JHF FR
7% MOV #NOENT1 RO
JMF FR

$AVERAGING CYCLE BEGINS HERE

sDATA IS REALD

FOR ONE FASS OVER MUDULATION INTERVAL AND SUMMEL INTO INTBUF

$32 FASSES CONSTITUTE ONE GROUF$ 8 GROUFS LEAL TUO GRNDAV
a *

GOos MOV $#32.9RS

GOo1¢ MOV #RUFFERyR1
+REAIW #AREAr#10.r¥BUFFER, #3512,y EBLK fREAI A BIL.OCK
ECC 3% $ BRANUH IF READ SUCCEEDS
TSTR @*ERRRYT tWAS FAIL ERROR AN END-UOF-~FILE?
ENE 2% $IF NO BRANCH TO ERROR OUT
JMF cLOs # ELSE BRANCH TO CLOSE

2% MOV #RERR v RO $MOVE HARD REAL ERROR MSG TO RO
ER FR ¥ ANL PRINT MSG Our

K$ 3 MOV ENDRUF s R4
MOV FINTRUF »R2

443 ASR (R1)> FLIVINE DATA BY 4 BEFORE SUMMING
ASR (R1) #iFOR GRF SUM TU AVOUID OVEKRFLOW
ADD (R1)+» (R2)+ #SUM FOR GRF SUM
SOR R4y 4% # AND REFEAT FUR ALL DATA IN SET
ADD #2yRLK # INCREMENT BILLK CTR FOR NEXT OF 3 SETS
SOR RS»GO1 FAND LOOF UNTIL ALL 32 FROCESSED
MOV +INTRUFyR2
MOV ENDRUF + R4
MOV #AVGRUF »R3

AVG? ASR (R2)
ASR (R2)
ASR (R2) FLALC GRF MEAN AN AIID TG GRNIY SUM
ADD (R2)+s (R3) +
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SUBROUTINE CALHGA v

SUBROUTINE WILL CALCULATE THREE ABSURBANCES.,

SINCE THEY WILL Bk THE MOST SENSITLIVE THREE» STRAY LIGHT
CORRECTIONS ARE NOT NEEDED. LESS SENSITIVE CURVES CANNOI
BE USED FROFITAELY DUE TO HIGH CONCENTRATION CARRYUVER

DATA WILL FIRST BE ACQUIRED USING THE MACRO ACWGAU

THE CALLING FROGRAM WILL THEN SORT THE DA1A FASS RY

FASS ACCROSS THE MUDULATION INTERVALs CALL THIS SURRQUTLNE
TO COMFUTE ABSORBANCES FROM THE INIENSITIESy RETURN T0
MAIN TO SUM ABSORBANCES FUR AREA AN COMPARE TO FREVLIOUS
FASSES FOR FEAK HEIGHT» AND REFEAT FOR SUCCESS1VE PASSES

DIMENSION EL(14)sARS(4) .
INTEGER DATA(32)
COMMON /BUFS/ DATAyAES

THE USE OF CUMMON FOR VARIABLES NEEDEL RY BUOTH SUBROUTINE AND MAIN
ELIMINATES ANY NEEL TO FASS THESE VARIARLES

REAL LNOYLN1sLN2yLN3>LN4yLNSyLNE» LNSENSLNSTR
CLEAR ABSORBRANCE ARRAY

00 15 I=1,3
AEBS(I)=0.,00
CONTINUE

CALCULATE BG AND' LINE INTENS1TIES FOR ABRSORBANCES-~ MOST SENSL1TIVE

RGO=DATACLY+DATA(2Y+DATA(3) +IATA(4)
EG1=DATA(13)+LATA(14)+DATA(LIS)+DIATACLS)
BG2=DATA(L7)+DATAULI8)+DATACL?)+LATA(ZO)
BG3=DATA(29)+LATA(30) +DATA(31)+DATA(I2)
BGSENS=BGO+BG1+EG2+RBG3
LNO=DATA(S)+DATA (L) +DATA(7)+DATA(B)
LN1=DATA(?)+DATACLO+DATAC(LI1)+DATACLE)
LN2=DATA(21)+DATAC22) +DATA(2Z3)+DATA(24)
LN3=DATA(RS)+DATA(24) +DATA(27)+1ATACLY)
LNSENS=LNO+LN1+LN2+LN3

AND OTHERS
BG=DATA(1)+LATA(16)+DATACL7)+LATA(I2) +1
LN2=DATA(S)+DATACLI2)+DATAC21) +DATACEE) +1
LN3=DATA(A)+DATA(I3)+DATACZ0Y+UATAC29) +1
ABSOREANCE CALCULATIONS
ABS(1)=ALOGLO(RGSENS/LNSENS)
ABRS(2)=ALOG1O(BG/LNZ)
ARS(3)=ALOG10(RG/LN3)

FRINT OUT RESULTS AFTER RETURN TU MAIN
CONTINUE

RETURN

END
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SUB R4rAVG _
+WRITW #AREA,#8.,#INTRUF»$#512,,BLK1 FWRITE AVGS JUST CALC
ADD $2yBLK1 s ANL INCREMIINT RLOCK COUNTER
ECC NXTFAS $ BRANCH IF WRITE SUCCEENS
MOV #+WERR yRO # ELSE MUVE HARD WR1TE ERROR MSG TO RO
ER PR # AND FRINT ERROR MESSAGE
NXTFAS: MOV ENDEBUF yR4 # CLEAR REUSABLE INTERUF BEFORE NEXT GR
MOV #INTRUF yR2
CLR2? CLR (R2)+
SOR R4yCLR2
JMF G0 FAND JUMP TU STAKT OF GRQUF AVG LUUF
cLos? +CLLOSE  #10.
.CLOSE #8, sCLOSE TEMF FILE} MAKE FPERMANENT
CLR BLK1 fRESET CTR- REUSE NOT AFFENID FI1LE
; MOV +DONE s RO i DONE MSG 10 RO
’ +FRINT # AND FPRINT MESSAGE oUT
MOV ENDERUF yR4
MOV $AVGRUF »R3

a

14

i ALL GROUF MEANS HAVE BEEN CALCULATED AND SUMMED INTO GRNDAV RUFFER
fTHIS FROGRAM SEGMENT CALCULATES THE GRAND MEANS OF %512 INIENSITIES
32 REFRACTOR FLATE FOSITIONS FOR EACH OF 16 CHANNELS

14
GRNDAV! ASR (R3)
ASK (R3)
ASK  (R3)+
SOE R4»GRNDAY
JWRITW #AREA,#9.#AVUGBUF » #512, yBLKZ
BCC CLOS2
MOV #WERR1 y RO
ER FR
CLOSZ! JCLOSE #%.
; MOV $DONE1 yRO
BR FINISH
PR JFRINT

FINISH! RTS C
AREA? +BLKW
BLK? +WORD
EBLK1¢ +WORD
RLK2? +WORD
RUFFER! BLKW %12, $1/0 BUFFER = 1 KLOCK
INTBUF$ JBLKW 1%,
AVGBUF$ BLKW 512,
ENDEBUF$ WORD 512,
FL1SFC! JRADSO /UL1/ $READ F1lLE SFEC
+RADSO  /FILEL/
+RADSO /DAT/
FL28FC! +RADSO /Di.i/ FWRITE FLLE SFEC
+RADSO  /GRFAVG/
+RADS0  /DAT/
FL3SFCS RADSO /DL1/
+RADS0  /GRNDAV/
JRADS0  /DAT/
NOFILS JASCIZ /FILE1.DAT NOT FOUNL/
NOENT! .ASCIZ /ENTER FAILED-GRFAVG.DAT/
NOENT1?! +ASCIZ /ENTER FAILED-GRNDAV.DAT/
WERR +WASCIZ /WRITE ERROR GRFAVG/
WERR1! JASCIZ /WRITE ERROK GRNDOAV/
RERR$ +ASCIZ /FILE1 READ ERROR/
DONE ¢ +ASCIZ /GROUF AVERAGES LIONE COMPLETEL/
DONE1! JASCIZ /GRAND AVERAGES DONE/
+EVEN
+END START

cocuT
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SUBROUTINE CALSUEB

SUBROUTINE WILL CALCULATE FIVE ABSORBANCES.

DATA WILL FIRST EBE ACQUIRED USING THE MACRO ALGGAU AND WILL NEXT RE
AVERAGELD USING THE MACRO WRTAV. ROFILE.FOR WIli.L REAIl THI
AVERAGED' DATA FILEy» ORDER IT» AND THEN CALL THIS SUBRUUTINE

DIMENSION EL(16)yARS(6)
INTEGER DATA(3Z)
COMMON /RUFS/ ULATArARS

THE USE 0OF COMMON FOR VARIARLES USED BOTH BY SUEROUTINE ANL MALN
ELIMINATES ANY NEED TO FASS THESE VARIARLES

DATA EL(L)yEL(2)yEL(3) v ELC4A) /2HITEy ZHZN 2HCD )y 2HSE/
DATA EL(S)yEL(S)yEL(7)yEL(B)/2HRT y ZHRE » 2HCO » 2HMO/
DATA EL(P)yELC(10)»EL(L11) yELC12) /2HOR » 2HCU » 2HSNY 2H U/
DATA ELC13)»EL(14)yELCL1S) yEL(16)/2HMN 2HAGy 2HFE» 2HNI/
REAL LNOLN1sLN2yLN3sLNA/LNT»LN67LNSENSYLNSTR

CLEAR ARSORBANCE ARRAY

00 15 I=1s6
. ABS(I)=0.00
CONTINUE

CALCULATE BG AND LINE INTENSITIES FUR ABSORBANCES-- MUST SENSITIVE

BGO=DATA(L)+DATA(2)+DATA(3)+DATA(C4S)
EG1=DATA(13)+DATA(14)+DATA(LE) +IATA(LS)
RG2=DATA(L7)+DATA(LIB)+DATA(L?)+LATA(CZ0)
EG3=DATA(29)+DATA(IO)+DATA(I1) +DATA(32)
EGSENS=KGO+EG1+RGR+EG3
LNO=DATA(I)+DATA(SL)+DATA(7)+DATA(SE)
LN1=DATA(?I+DATAC(1O0)+DATACLIL)+DATA(CLL)
LN2=DATA(21)+DATA(22)+DATA(23)+DATA(24)
LN3=DATA(25)+DATA(26)+DATA(27)+DATA(28)
LNSENS=LNO+LN1+LN2+LN3

G
G
c

AND OTHERS

oo

ac o

EG=DATAC(L)+DATA(L16)+DATAC(L7) +DATA(32Z) +1
EG1=DATA(146)+DATA(32)+1
LN2=DATA(S)+0ATAC(L2)+DATA(21)+DATAC28) +1
LN3=DATACA)+DATACLS) +IATA(20)+DATAC29) +1
LNA=DATA(3)+DATA(14)+LATA(L1Y)+LATA(30) +1
LNS=DATA(D)+DATACLS)+DATA(I8) +DATA(31) +1
LN6=DATA(L1)+DIIATA(L7)

STRAY LIGHT CORRECTION TESTS

EGSTR=DATA(L)+DATACLA)+DATACLI7)+DATA(32)
LNSTR=DATA(B)+DATA(?)+DATA(24) +DATA(25) +1
TEST=ALUOGLO(EGSTR/LNSTR)

ARSOREANCE CALCULATIONS

ARS(1)=ALOG10(BGSENS/LNSENS)
AEBS(2)=ALOG10(RG/LN2)
ARS(3)=ALOG10(RG/LN3)

IF (TEST .GE. 0.7)G0 TO 20
AES (4)=ALOG10C(RG/LN4)

ABS (5)=ALOGLO((RG/2.) /LNS)
ABS (&6)=AL0OG1O((RG1) /LN&)
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ABSORRBANCES NEEDING STRAY LIGHT CORKECTION

CORR=DATA(?)+DATA(24)
EG=RG~- (2, XCORRK)}
EG1=RG1~CORR
LN4=LN4~-(2,%CORR)
LNS=LN5-2.,X%CORR
LN6=LN6~CORR

IF(BG LE. 0.0)G0 TO 27
IF(LN4 JLE. 0.0)G0 TO 25
AES (4)=AL0OG10(RG/LN4)
IF(LNS JLE. 0.0)G0 TO 27
ABS(5)=ALOG10(RG1/LND)
IF(BG1 .LE. 0.,0)GO TO 30
IF(LNS6 JLE. 0.0)G0 TO 30
ABS(46)=ALOG10(BG1/LNS)

FRINT OUT RESULTS AFTER RETURN TO MAIN
CONTINUE

RETURN
END

47



APPENDIA 3
FROGRAM FLMDAT '

THIS FROGRAM FIRST CALLS ACQSUBR.MAC TO CULLECT THE DATA WHICH
CONSTITUTES DL1!FILEL1DAT
THEN CALLS AVGSUR.FOR WHICH READS THAT FILE ANDY AVERAGES IT
TO GIVE EIGHT GROUF AVERAGES OF 32 IN GRFAVG.DAYT AND
GRAND MEAN ALL CHANNELSyALL FUSITIONS IN GRNDAV.DAT
NEXT REORDERS GROUF AVG DATA FOR ABSORBANCE CALCULATIUNS
CALLING CALSUB.FOR TO FERFORM THE CALCULATIONS
FINALLY AVERAGES GROUF ABS. ANDL CALCULATES S1GMA(ARS) FOR S/N RATIU
THEN LOGS THE CALC GRAND MEAN ABSORBANCES AND STGMAS IN DL1!ABSORE.DAT
WITH GROUF ABSORBANCES IN [DL1:GRFABS.DAT
THEN LOOFS TU BEGINNING FOR NEXT SAMFLE TO A MAXIMUM DEFINED BY MAXRUN

BRECAUSE OF THE NUMBER OF FILES WHICH THIS FRUOGRAN REQUIRES OFEN AT
ONCE» IT MUST BE COMFILED WITH THE /UNITG:10 SWITCH

IE FORTRAN/UNITS:!10 FLMDAT

THEN LINK FLMDAT»ACQSUB» AVGSUBY CALSUB»SYSLIE»FORLIE

oOoOOoOOOoCoOONooO00oonco

DIMENSION IDATA(S12)yIBUF(16532)»INLCLS)
DIMENSION SUMARS(6)SQSUM(S)

REAL ABSOREB(16s6)sAB5(6)sSIGMA(16+6)

EQUIVALENCE (IDATA(1)s IBUF(1))

COMMON /BUFS/ TBUFsARS

COMMON /BUFR/ IND

INTEGER TRUF(32) yWCNT

BYTE EL(32) -

DATA ELCL)»EL(2)yEL(3)yEL(A)/1HTy 1HE » 1HZy 1HN/
DATA EL(S)»EL(S)yEL(7)yEL(8)/1HCy 1HUY 1HSy 1HB/
DATA EL(?)»yELC(10)»EL(11)»yELCLI2)/1HE» 1HI» 1HRy 1HIT/
DATA ELC(13)yEL(14)yELL(15)»EL(18)/1HCy 1HOy 1HM» 1HUY/
DATA EL(17)ELCIB) yEL(19)sEL(20)/1HC» 1HRs 1HS» 1HN/
DATA EL(21)EL(22)yEL(23)»EL(24)/1HC» 1HU»1H »1HY/
DATA EL(25)sEL(R28)yEL(27)»EL(28)/1HMy 1HNy 1HA, 1HG/
DATA EL(2?)yEL(30) yEL(3L) »EL(32)/1HFy 1HEy IHN» 1HT/

SET UF ACTIVE CHANNELS AND INDICATE CHANNEL FORR MUNITURING

GO0

D0 1, I=1s16
IND(I)=1
TYFE %#/ IS CHANNEL ‘»Iy’ ACTIVE?’
ACCEFT 15035 YESNO
IF (YESNO JEQ. ‘N’/)TNU(I)=0
1 CONTINUE
IF CINDC11) JEQ. 1) IMON=11
TYFE Xy /MONITOR CHANNEL OTHER THAN CU??‘
ACCEFT 1503, YESNO
IF (YESNO «NE. ‘Y’ .AND. YESNO NE. “N7)GO TO 2
IF (YESNO +E@. ‘Y’) TYFE %, /ENTER NU., FOR MUNITOR CHANNLEL’
IF (YESNO EQ. ‘Y’)ACCEFT 1503, IMON
3 TYFE %» ‘ENTER MAXIMUM NO. SAMFLES FOK DATA COLLECTIUN RUN’
ACCEFT %» MAXRUN

3

c
Cc OFEN REQUIRED OUTFUT FILES
C
OFEN (UNIT=11,TYFE="NEW’'yACCESS="DIRECT’ yNAME="DL13AKSORE.DAT
1 RECORDSIZE=16)
OFEN (UNIT=12yTYFE="NEW’yACCESS="DIRECT’ yNAME="DL1{GRFARS.DAT
1 RECORDSIZE=8)
c
[ DL1:SIMAAC. AT RECORD IS 6 ABSOREBANCES AND 6 S1GMAS AS REAL DATA
c 80 RECSIZ=16
G DL1:GRFABS.DAT RECORD IS 6 ABSOREBANCES AS REAL NUMBERS S0 RECSIZ=8
[
C FRINT EXFERIMENT HEADERS» INITIALIZE I/0 COUNTERS
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C
L FRINT 1500
FRINT 1501
ICNT=1
NCNT=1
WCNT=1
IBLK=1
[0 1000 KK=1yMAXRUN
c
C FOR EACH RUN CALL SURROUTINES TO COLLECTsAVERAGE AND STORE THE
Cc RAW INTENSITY DATA
C
TYFE %» “READY FORR TRIGGER-
CALL ACQSUR
Cal.l. AVGSUE
C
[» READIl STORED DATA RACK IN IN ORLDER TOU
C CALCULATE ARSOREANCE FOR EACH SET OF BOXCAR AVERAGED INTENSITIES
c ONE CHANNEL IS FROCESSED AT A TIME
C RECAUSE FORMATTING FOR ALL CHANNELS EXCEEDS ALLOWARLE MEMORY
C .
FRINT 1502yKK
OFEN (UNIT=3,TYFE=/0LD’yACCESS="D1RECT  yNAME="DL1{GRFAVG.DAT "y
1 RECORISIZE=256)
C GRFAVG STORED AS INTEGERS (512)F 256 DOURLE WORDS GIVES RECSIZ

0o 200 ICH=1rs16

IF (INDCICH) EQ. 0) GO TO 200

DO 10 N=1+6
SUMARS (N)>=0.0
SASUM(N)=0.0

10 CONTINUE

0 80 NOGRF=1,8
READ (3 ‘IBLK) (IDATA(I)»1=1,512)
Do 3SyIF0S=1,14

JJ=IF0S+18
TRUF (JJ)=IBUF (ICHy IF08)
35 CONTINUE
D0 36yIF0S=15,32
JJ=1IF0S~14
TRUF (JJ)=IRUF (ICH, IF0S)
36 CONTINUE

Cal.l. CALSUER
WRITE (12 “WCNT) C(ABS(N)»N=1,6)
IRLRK=IRLK+1
WCNT=WCNT+1
[0 50 N=1+6
SUMARS (N)=5UMAERS (N)+ARS (N)
SASUMIN) =SASUM(N) +ARS (N ) XXz
S0 CONTINUE
80 CONTINUE
D0 920 N=1+6
ABSOREB(ICH, N)=SUMARS(N) /8.,
SIGHACICH» N)=SART (SUSUM(N) - (SUMABS(N)IXX2)/8.)/7.
20 CONTINUE
IF (ICH JEQ. IMONDTYFE 3005yRKKy (ARSOREB(ICHsN) yN=1y64)
WRITE (11 ‘NCNT) ((ABSORBCICHyN) ySIGMACICHYN)Y) yN=146)
NCNT=NCNT+1

K=ICHX2
IBLK=1
FRINT 3000y ( (EL.(J)sJ=K=1yK)y C(AKSORB(1CHyN) y
1 SIGMACICHIN) yN=116))
200 CONTINUE
CLOSE (UNIT=3)
"
C NEXT FROGRAM SEGMENT SAVES FINAL AVERAGEL INTENS1TIES FUR ALL SAMPLE
Cc RUNS OF AN EXFER FOR 1ISF WITH ARSORRANCEF/ZTNIFNGSTTY FIOTTTNG FROGRAMS
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260
300
1000
1500
1501

1502
1503
3000
3005

See

-

4
AND FOR THE CALCULATION OF ABSORBANCES USING THE ALTERNATE ALUGRITHM
IN ALTCAL

OFEN (UNIT=4,TYFE=/0LDyACCESS="DIRECT‘yNAME="DL1{GRNDAV.DAT
RECORDSIZE=256)
OFEN (UNIT=13s1YFE='NEW’ yACCESS="L1IRECT’ yNAME="ULL1IINTENS.LAT  y
RECORDSIZE=16)
REALl (4 “1)CIDATACI) »I=1,512)
0o 300 ICH=1:16
IF (INDCICH) .EQ. 0)GO TO 300
D0 250 IF0S=1,14
JJ=IF0S+18
TERUF (JJ)=1IRBUF (ICH, IF0S)
CONTINUE
[0 260 IF0S=15,32
JJ=IF0S-14 .
TRUF (JJ)=1EBUF (1CHy 1F0S)
CONTINUE
WRITE (13 ICNT)(TRUF(JI) »JdI=1,32)
ICNT=ICNT+1
CONTINUE
CLOSE (UNIT=4)
CLOSE (UNIT=13)
CONTINUE
CLOSE (UNIT=11)
CLOSE (UNIT=12)
STOF

FORMAT (/T39y SIMAAC ANALYSES! CALCULATED ARSURBANCES’)
FORMAT (//7Xy’EL’ +7Xy “ABS1 74Xy “SIGMAL’ »4Xy ‘ARG2’ y4X,
/SIGMA2’ v4Xr "ABS3’ y4AXy 'SIGMA3’ y4Xy ‘ARSA4/ s 4 X,
‘SIGMA4° y4Xs "ABSS 94Xy 'SIGMAS ' 14Xy " ABS6’ 14Xy 'S1GMAG )
FORMAT (/3Xs’RUN ‘yI2)
FORMAT (A1)
FORMAT (7Xy2A1+5Xs12(F744y2X))
FORMAT (2XyI2:3Xy6(F7.4,2X))
END

APPELDIX D FOR AU CALLED SUBLUT/#izn
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FROGRAM FURN APPELDIX W
C

THIS FROGRAM FIRST CALLS ACQSUR TU COLLECY 1HE DATA WHICH

CONSTITUTES DL1:FILE1DAT

NEXT REORDERS DATA FOR ABSOREANCE CALCULATIONS

CALLS CALHGA D0 FERFORM THE ARSOREBANCE CALCULATIUNS FOK

EACH FASS ACROSS THE MODULATIUN INTERVAL IN SEQUENCE,

THEN COMFARES LATEST ABSORE WITH FEAK TO ESTAELISH Q 3 .
FEAK HT ABSORE AND ALSO SUMS LATEST WITH ALL FREV C LINL WiTH ACOSUB CALHK
FOR FEAK AREA ABSURE-- THKEE CALIBRATION CURVES N SYSLIG, Fo
FINALLY LOGS FEAK LOCATION AND THE THKEE CALCULATED

HT ANl AREA ARSOREBANCES IN DL1:HGAAKES.DAT

AND LDOFS FOR NEXT SAMFLE TU A MAXIMUM DEFINED BY MAXKUN

(CANNDT EXCEED 99 AS FER FORMAT FUR RUN NU. FRINT STATEMENT)

oonNoOoGooOooGoan

L d
DIMENSION IDATA(S12),IBUF(16,32)»INNCLS) &=
DIMENSION AREA(1656)sABS(6)y TMAX(16)
REAL HT(16+6)
EQUIVALENCE (IDATA(1)s IBUF(1))
COMMON /BUFS/ TBUFsARS
INTEGER RCNT» TRUF(32)
EYTE EL (40)
DATA EL(1)sEL(2)sEL(3)sELC(A)/1HTy LHE y 1HZy 1HN/
DATA EL(S) sEL(S)sEL(7)yEL(8)/1HCy 1HIy 1HE» 1HR/
DATA EL(9)sELCLO)»EL(11)sELC1I2)/1HEy IHIy 1HEy LHE/
DATA ELC(13)sEL(14)yELCLIS)»EL(16)/1HT» 1HOy 1HMy 1HOY/
DATA EL(17)sELC18) yEL(19)sEL(20)/1HCy 1HRy 1HS y 1HN/
DATA EL(21)sEL(22)sEL(23)yEL(24)/1HCy1HUy1H s 1HY/
DATA EL(28)sEL(26) yEI.(27)yEL(28)/1HM s 1HNy1HA, 1HG/
DATA EL(29)yEL(30)sEL (31)sEL(32)/1HF» 1HEy L1HNy LHT/
DATA EL(33)sEL(34)sEL(3S) yEL(36)/1HF s 1HUy 1HI*y 1HT/
DATA EL(37)EL(38),EL(39)yEL(40)/1HA 1HUy 1HRY 1HH/

SET UF ACTIVE CHANNELS

OoG6a

TYPE X»‘FT METALS ANALYZED- YES OR NU?’
ACCEFT 1499,FTIND
L0 2 I=1,16
INDCI) =1
1 TYFE %9718 CHANNEL ‘sI,’ ACTIVE?’
ACCEFT 1499, YESNO
IF (YESND EQ. ‘N7 )INDCI)=0
IF (YESNO .NE. ‘Y’ .ANL. YESNU .NE. ‘N‘)GU TO 1
IFCPTIND JEQ. ‘Y’ +ANU, CEQ. 1YELC1)=EL(33)
IFCPTIND JEQ. ‘Y’ +ANI. JEQ. 1IEL(2)=EL(34)
IF(PTIND JEQ. ‘Y’ +AND. JEGe AYEL(7)=EL (35)
IFC(PTIND EQ. ‘Y’ AN, JEQ. 4YEL(8)Y=EL (36)
IFCFTIND JEQ. ‘Y’ JAND. JEW. $IEL(17)=EL(37)
IF(PTIND EQ. ‘Y’ .ANL. JERe 9YELCI18)=EL(38)
IF(FTIND EQ. ‘Y’ JANL. JEfL 18)EL(29)=EL (39)
IFCFTIND EQ. ‘Y’ JANL, JEQ. 15)EL(30)=EL(40)
CONT INUE
3 IF (IND(11) JEQ. 1)IMON=11
TYFE Xy ‘MONITOR CHANNEL OTHER THAN CUv7v’
ACCEFT 1499, YESNO
IF (YESNO «NE. ‘Y’ JANU. YESNU .NE. ‘N‘)GU TU 3
IF (YESNO JEQ., ‘Y’)TYFE %y ‘ENTER MUNITUR CHANNEL NU.‘
IF (YESND +EQ. ‘Y’)ACCEFT 1504y IMUN

P el b bt bed i b

r

oG

TYFE %, ‘ENTER MAXIMUM NO. SAMFLES FUR DATA COLLECTIUN RUN’
ACCEFT %»MAXRUN

]

OFEN (UNIT=11yTYFE='NEW’ y ACNRFSS=TITRFIT « NAMF=/TH 1 tHIIAARS . NIAT 7
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4
RECORDSIZE=8) .
DL1IIHGAAEBS.DAT RECOURD 18 1 TMAXy 3 HT ABSORBANCES AS REAL DATA
AND 3 AREA ABSOREANCES S0 RECS1Z=8 (7 OF 8 WORDS FILLED)

FRINT 1500
FRINT 1501

RCNT=1

NCNT=1

00 1000 KK=1sMAXRUN
TYFE %y 'READY FOR TRIGGER-
CALL ACQSUER

VOLTAGE INDEX=1 AT A MIDFUINYT IN THE MODULATIUN INTERVAL
RESULTING IN DATA ORLDER IN DL1!GRNDAV.DAYT WHICH IS AWKWARD
FOR USE IN ABSORBANCE CALCULATION SUBROUTINE .

DO 5 AND DO &6 REORLER THE DATA SO THAT TRUF(1) 10 TEBUF(16)}

REFPRESENT 1INTENSITY DATA FOR FASS FROM LOWEST TO HIGHEST WAVELENGTH

IN THE MODULATION INTERVAL AND TRUF (17) TO TBUF(32) RFFRESENT
DATA FOR REVERSE DIRECTION FASS

OFEN (UNIT=12yTYFE="0LL’ yACCESS="DIRECT yNAML="DL1IFILEL LAT "y

RECORDSIZE=256)
FRINT 1502yKK
D0 SyICH=1,16
00 4 K=1¢3
AREA(ICHYK)=0.,0
- CONTINUE
CONTINUE
REAL (12 ‘RCNTYCIDATACI) »I=1+512)
DO 20yICH=1y16
IF (INDCICH)Y +EGQ. O) GO TD 20
D0 7+yIF0US=1v14
JJ=IFUS+18
TRUF (JJ)=TRBUF (ICH,» 1F0S)
CONTI1INLE
L0 8y IFUS=15,32
JJ=1FUS-14
TBUF (JD)=TBUF CICHy 1FUS)
CUNTTLINUE
) CaLL CALHGA
- IF (RUCNT «NE. 1) GO TO 10
00 9 K=1+3
HY(ICHyK)=ABS(K)
THAXC(ICH)Y=RCNT
AREACICHYK)=AREA(ICHYK)+ARS (K)
CONTINUE
IF (RUNT JEQ. 1)60 TO 20
TEST=HT(ICHy 1)-ARS (1)
IF (TEST JLE+ O)IMAXCICH)=RUNT
DU 11 K=1+3

IF (TEST +LE. 0) HT(IUH»K)=ABS(K)

AREA(LICHyK)=AREA(TICHYK) +ARS (K)
CONTINUE
CONTINUE
RCNT=RCNT+1
IF (RCNT JLE. 286)6G0 TU &
D0 30 ICH=1,16
IF (INDCICH) JNE. 1) GO TO 40
JJ=ICH%2
D0 22 K=1+4
AREA(ICHyK)=AREA(ICH,K) /28,

CONTINUE
WRITE (11 ‘NCNT)TMAXC(LICH) » (HTC(ICHYK) yAREACICHYK) yK=1y3)
NCNT=NCN1+1

IF (ICH (EQ. IMONDTYFE 2056y KKyEL(JJ=1)rELCII)
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30

1000

1499
1500
1501

1502
1503
1504
2050
2055

2056

4
(HT(ICHsK)yAREACICH/K) sy K=1+3)
FRINT 2050yEL.(JJ-1)yELC(JI) y TMAXC(ICH)
PRINT 2055y ((HT(ICH'K)yAREA(ICHIK))sK=1+3)

CONTINUE
CLOSE (UNIT=12)
RCNT=1 IRESET TO 1 FOR NEXT KUN

CONTINUE
CLOSE (UNIT=11)

FORMAT
FORMAT
FORMAT

(A1) .
(/T30 "FURNACE SIMAAC ANALYSES: HT/AREA ARSURRANCES’)
(//76Xy "EL 792Xy "LUCA. PR/ 92Xy "HI (1) 92Xy AREAL’ 92Xy

THT(2) 792Xy TAREAZ 92Xy "HT(3) “ 92Xy “AREAZ 92Xy "HI (4) 7 y 2Xy
‘AREAA 22Xy "HY (5) 792Xy "AREAS 9y 2Xy "HT(6) 7 92Xy ' AREASL ')

FORMAT
FORMAT
FORMAT
FORMAT
FORMAT
FORMAT
STOF
END

(/3Xy 'RUN 7 »12)

(6Xy 2AL»IX»6(F7.495X)) .
(I2)

(6Xs2A19F5.0)

(19X212F7.4)

(SXsI292X92A192X912(F7.492X))

SEE APPELDIX O For ACOXUB CALLED BY Furn



ABBREVIATED FLOW DIAGRAM: PROGRAM FURN

Identify active channels: IND(ICH)=t
Enter maximum number of samples MAXNO
Open file DL1:HGAABS.dat
Print output page headings

I=1

DL1:Filel.dat

Clear aiii/ii:fy, set record=1

% Call ACQSUB- acquire data and write it to

Z
o record>2567\
AN
no
|
ICH=1
v
#es read DATA&I), i=1,256 from DL1:Filel.dat
of.
ICH=ICH+1
q » no
yei
sort data to correct phasing

yes

height=zabsorb
tmax=record

yes

7 -

! redefine height and tmax

Call CALHGA-~ calculate absorbances
add absorbances to area array

absSqrb>height?——

no
1

______eﬂncrement record

____> ICH=1
ﬁ}area:area/ZB.

write area, heigth, tmax to
DL1:HGAABS.dat

increment ICH

N

—no yeé__?l‘: I

1>MAxNO K

yes

close files and end program execution
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